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Abstract

This progress report presents the results of 10 projects funded ($504K) in
FY98 by the Technology Development, Evaluation, and Application (TDEA)
Committee of the Environment, Safety, and Health Division. Nine projects
are new for this year; two projects were completed in their third and final
TDEA-funded year. As a result of their TDEA-funded projects, investigators
have published 19 papers in professional journals, proceedings, or

Los Alamos reports and presented their work at professional meetings.
Supplemental funds and in-kind contributions, such as staff time, instrument
use, and work space were also provided to the TDEA-funded projects by
organizations external to ESH Division. Products generated from the projects
funded in FY98 included a new extremity dosimeter that replaced the
previously used finger-ring dosimeters, a light and easy-to-use detector to
measure energy deposited by neutron interactions, and a device that will
allow workers to determine the severity of a hazard.

Previous reports in this unclassified series are LA-13191-PR, LA-13264-PR, and
LA-13438-PR.

Photographs without negative numbers are the property of the author.
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This report was prepared as an account of work sponsored by an agency of the United States
Government. Neither The Regents of the University of California, the United States Govern-
ment nor any agency thereof, nor any of their employees, makes any warranty, express or
implied, or assumes any legal liability or responsibility for the accuracy, completeness, or
usefulness of any information, apparatus, product, or process disclosed, or represents that its
use would not infringe privately owned rights. Reference herein to any specific commercial
product, process, or service by trade name, trademark, manufacturer, or otherwise, does not
necessarily constitute or imply its endorsement, recommendation, or favoring by The Regents of
the University of California, the United States Government, or any agency thereof. The views
and opinions of authors expressed herein do not necessarily state or reflect those of The Regents
of the University of California, the United States Government, or any agency thereof. The Los
Alamos National Laboratory strongly supports academic freedom and a researcher’s right to
publish; as an institution, however, the Laboratory does not endorse the viewpoint of a
publication or guarantee its technical correctness.
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Introduction

Introduction

The public expects that the Los
Alamos National Laboratory (LANL,
Laboratory) will operate in a manner tha
prevents negative impacts to the enviro
ment and protects the safety and health
of its employees and the public. To
achieve this goal within budget, the
Department of Energy (DOE) and the
Laboratory must develop new and
improved environment, safety, and
health (ES&H) technologies and imple-
ment innovative more cost-effective
ES&H approaches to operations.

The Environment, Safety, and Health
Division (ESH) is multifaceted and has
activities and responsibilities that requir
technology development and applicatio
in addition to the technical and opera-
tional support of Laboratory activities.
Protecting the health of LANL workers
and the public is a major effort with
expenditures of over $60 million dollars
a year. In fiscal year (FY) 1995, ESH
Division established a Technology
Development, Evaluation, and Applica-
tion (TDEA) program that emphasizes
improving health and safety of the
worker through improved efficiency and
use of resources. The magnitude of the
cost associated with the Laboratory’s
total ES&H effort resulted in the
Division’s initiating this program to find
applied studies to address special need
and problems. Much of the technology
developed is not only applied in the
Laboratory, but throughout the DOE
complex, other government organiza-
tions, industry, and international
community.

The benefit of the TDEA program,
now in its fourth year, is to address
ES&H problems cost effectively. The
program is at a point where we can
evaluate its success as clearly defined
against the TDEA Committee’s initial
priorities. This year, the reader will find
a detailed progress report before each
ES&H discipline represented in the bod
of this report.

In 1995, the first year of TDEA,

funding for the program was $300K,

it which supported five projects for six

n-months work. The FY96 allocation was
$400K and the committee sponsored
seven projects. The allocation was
increased again in FY97 to $447K and
provided funding for 10 projects. In
FY98 the Division allocated $504K.

The TDEA Committee maintains the
following program prioritiesin addition,
the committee has decided that funding
for any given project should not exceed
three years.

Improve ES&H protection to
Laboratory workers and the public.
Although all funded projects contribute t
protecting workers and the public, two
projects have the potential to reduce
worker exposure to radioactive material
in a plutonium facility where historically
significant exposures to workers have
occurred. Those projects, a ventilation
study and characterization of photon
fields, once implemented, will have a
measurable reduction on workers intern
and external exposures. A third project,
method for evaluating pressurized drum
will not only reduce the risk of injury to
emergency workers at the Laboratory, b
can be readily applied to emergency
responses in industrial societies world-
wide.

h

Support Laboratory mission
objectives.The Laboratory’s central
mission is reducing the danger of nucleg
weapons and nuclear materials world-
wide. Whether it is stockpile stewardshiy
and management, nonproliferation, or
environmental stewardship, TDEA
projects provide support by developing
instruments, equipment, methods, and
processes that improve the protection o
Laboratory worker health and of the
environment in support of this central
mission.

Respond and build on the unique
expertise of the Laboratory and
Laboratory requirements. Investigators
for TDEA-funded projects have accom-
plished the following:

« developed lightweight, more sensitive
instruments to measure worker exposure
to neutrons;

« applied sophisticated analytical chemis-
try techniques to bioassay sample
measurement methods;

« determined the impacts to the environ-
ment with regard to wildlife interaction
within the Laboratory;

» determined pressure-deformation
correlation criteria to allow emergency
responders to evaluate the hazards from
pressurized drums;

* identified methods to reduce worker
exposure to internal and external radioac-
tive material in plutonium facility glove
box lines; and

« evaluated the reusability of organic
vapor air-purifying respirator cartridges.
Achieve success within three years.

@ This annual report summarizes the

1 progress for the fourth year of this
program. The success of the program is

Utdemonstrated by the implementation of
funded project products in the workplace.
The success of the implementation
process for TDEA-funded projects is
discussed in detail in the body of the
report.

0

a

' Find potential to transfer technolo-

gies to other DOE sitesInformation and
methods generated by TDEA-funded
projects are transferable to other DOE
organizations with the same ES&H
concerns. The developed technology has
also been sought by other government
organizations, universities, and private
industry.

D




Introduction

The TDEA program focuses on the
following subjects:

e dosimetry,

* hazards protection,

* instrumentation,

e monitoring, and

* neutron measurements.

However, other topics with compel-
ling justification or significant immediate
impact are also considered. Several of tf
ten projects funded in FY 1998 fit into
more than one of the five chosen subjec
categories. The committee has funded
three dosimetry projects, four in hazards
protection, one in instrumentation, five
in monitoring, and one in neutron
measurements.

The FY98 projects listed by discipline
include

Environment

Development and Evaluation of a
Radio-Frequency Identification System
(RFID) to Measure Time Spent by
Medium-Sized Mammals at Contami-
nated Sites at Los Alamos National
Laboratory (LANL)

Seasonal Movements, Activity Pat-
terns, and Radionuclide Concentrations
of Rocky Mountain ElkQervuselaphus
nelsoni) Inhabiting the Pajarito Plateau

Comparison of Two Permanent Plots
within the 1977 La Mesa Fire and
Observations from the Oso Fire

Health Physics

Detection and Internal Dosimetry of
Insoluble Metal Tritides

Proton Recoil Scintillator Los Alamos
Neutron Dose Meter (PRESCILA)

Determining and Monitoring the
Inhalable Fraction of Plutonium Aerosols
in an Accident

Characterization of Photon Radiation
Fields in a LANL Plutonium Facility

Implications of Room Ventilation and
Containment Design to minimize Worker
Exposure to PlutoniurAerosols

ne

t

Industrial Hygiene/ Safety

Pressure-Deformation Correlation in
Waste Containers (PDCWC)

Reusability of Organic Vapor
Air-Purifying Respirator Cartridges

Measures of success of the TDEA
program include publication and presen
tations, cost savings, new technologies,
and external support. Peer review is an
important part of confirming the validity
of the work. The interest from organiza-
tions external to ESH Division, especiall
financial support also is a measure.
However, the primary factor illustrating
success is the actual application of resu
to better protect workers and the environ
ment. Measures of success including
applications of TDEA-funded project
results are briefly discussed at the
beginning of each report section. In past
annual TDEA reports, focus has been o
the progress for projects performed in
that year. Projects listed under FY95 are
documented in LA-13191-PR, for FY96
in LA-13264-PR, and for FY97 in
LA-13438-PR.

ts



Environment

Development and Evaluation of a Radio-Frequency Identification (RFID)
System to Measure Time Spent at Contaminated Sites by Medium-Sized
Mammals at Los Alamos National Laboratory (LANL)

Seasonal Movements, Activity Patterns, and Radionuclide Concentrations of
Rocky Mountain Elk (Cervus elaphus nelsoni) Inhabiting the Pajarito Plateau

Comparison of Two Permanent Plots within the 1977 La Mesa Fire and

Observations from the Oso Fire

Since ESH Division initiated the
TDEA program in 1995, it has supported
three environmental projects.

Studies to date
FY96

Seasonal Movements, Activity Patterns,
and Radionuclide Concentrations of
Rocky Mountain ElkCervus elaphus
nelsoni)and Mule DeefOdocoileus
heminou$ Inhabiting the Pajarito Plateau

FY97

Development and Evaluation of a Radio-

Frequency Identification (RFID) System

Summary of progress

Investigators for FY98 environmental
TDEA projects generated 3fapers and
presentations. In addition to TDEA
funds, an additional $23K of external
funds derived from the Dual Axis
Radiographic Hydrotest project.

FY96 was the first year TDEA supported
a project that studied elk movement
patterns on Laboratory lands. The study
was completed in FY98. Principal
investigators working on this study
* determined concentrations of radionu-
clides in elk in and around the Laboratory,
« provided a model of elk migration

to Measure Time Spent by Medium-Sizedpatterns in and around the Laboratory, and

Mammals at Contaminated Sites at Los
Alamos National Laboratory (LANL)

Seasonal Movements, Activity Patterns,
and Radionuclide Concentrations of
Rocky Mountain ElkGervus elaphus
nelson) and Mule Deer@docoileus
heminou$ Inhabiting the Pajarito Plateau

« evaluated a new technology, a global
positioning system collar, for tracking elk
movement patterns.

In FY97, the committee funded a
two-year study of an RFID system for
monitoring small mammal movements.
The study was tevaluate the system’s
capability to collect data about the
amount of time medium-sized mammals
spend in a defined area. The information
obtained from this study
« evaluated RFID as a viable system for
monitoring small mammals and
* determined contaminant levels of
radionuclides and toxic materials in
medium-sized animals with access to a
Laboratory waste site.

In 1998, TDEA provided minimal,
short-term funding for a study that
documents the process of natural
environmental recovery in areas severely
burned by wildfire.



Environment

Development and Evaluation of a Radio-Frequency Identification (RFID) System to
Measure Time Spent at Contaminated Sites by Medium-Sized Mammals at
Los Alamos National Laboratory (LANL)

Principle Investigators: Leslie A. Hansen, Rhonda Robinson, Phil Fresquez, Teralene Foxx, John Huchton, Ecology Group (ESH-20)

Funding: FY97, $83K; FY98, $55.8K

Introduction

Radioactive and nonradioactive
contamination of soil, vegetation,
invertebrates, and small mammals has
been confirmed as occuring in areas on
Laboratory land (Fresquez et al. 199643,
b; EAREG 1996; Biggs 1995; Fresquez
et al. 1995a, b, c; Brooks 1989). Medium
sized mammals—raccoonBrpcyon
lotor), bobcatskelis rufug, striped
skunks Mephitis mephitiy gray foxes
(Urocyon cinereoargentejssquirrels
(Spermophiluspp, Sciurusspp.),and
rabbits Sylvilagusspp.)—may be
exposed to heavy metals, organic
compounds, and low-level radionuclides
at the Laboratory (Brooks 1989).

Medium-sized mammals are importan
ecosystem components. Also, they are
ceremonial animals for Native Ameri-
cans, an economic resource for trappers
and a food source. Carnivores are
particularly susceptible to detrimental
effects from contaminants because their
acidic digestive systems increase the
bioavailability of some contaminants and
because their food chains biomagnify
some contaminants (Petron 1993, Kends
et al. 1990, Oehme 1978, Stickel 1975).

Although LANL annually conducts
extensive monitoring of radioactive and
nonradioactive contaminant levels in the
atosmphere and in groundwater, surface
water, soils, sediments, and foodstuffs
(EAREG 1996), little information is
available on the occurrence of contami-
nants in natural vegetation (Fresquez et
al. 199®, Fresquez 1995 Wenzel et al.
1987) and herbivores (Biggs 1995,
Fresquez et al. 198} To date, no data
are available on contaminants in mediun
sized mammals. Accumulation of

contaminants in individuals and contami
nant transfer along food chains are
among the more important processes th
must be evaluated to predict contaminar
effects on the environment (Petron 1993
Martin and Coughtrey 1982, Ketchum et
al. 1975).

Medium-sized mammals are difficult
to study because their population
densitities are low and because often th
have nocturnal habits. Previously, the
only technique to document movements

We are evaluating a new application of
RFID technology. This technology allow:

individual animals spend at a potential
release site (PRS) for contaminants. Th¢
RFID system consists of a monitor and
automatic data recorder. A remote
camera system continuously monitors a
" unlimited number of animals of different
species at a specific site of interest. Ong
developed, this system can be used for
studies of animal exposure to and uptak
and transport of radioactive and nonra-
dioactive contaminants anywhere anima
|exposure to point sources of contami-
nants is a concern, including LANL and
other Department of Energy (DOE)
facilities. Knowledge of contaminant
levels and transport routes is used to
evaluate risks of contaminants to the
environment and provides data to
examine cleanup options.

t

A

RFID technology allows the re-
searcher to use a syringe and needle to
subcutaniously implant a very small (23
mm x 3.2 mm) glass-encapsulated tag
into an animal. Tags last for the lifetime

_of the animal. As a marked animal walks
through a portal monitor (Figure 1), the
monitor can record the identification

n

of individual animals was radiotelemetry,.

us to record remotely the amount of time

Figure 1. Picture of a squirrel just after it
passed through the RFID portal monitor.
The instruments mounted on posts in front
of the monitor make and receive infrared
beams. When a marked animal breaks a
beam, it triggers a camera to take a
picture.

T

D

n}

)

number of the animal from the tag, along
with the date and the time. The technol-
ogy is similar to a barcode reader. In

e combination with a remotely activated
camera, this system records time, date,
and species as animals enter and leave a
PRS and allows the investigator to
determine the ratio of marked to un-
marked animals of each species using

a site.

n

e

The objectives of this project are

» To develop and evaluate a system that
will allow LANL to efficiently document
the amount of time spent at PRSs by
individual animals.

» To determine whether medium-sized
mammals on LANL property exhibit
elevated levels of metals or radionu-
clides.

* To collect data during the evaluation
process on the relationship between the
amount of time spent at a PRS and levels
of contamination.




Methods

We fenced in a PRS so that a RFID
monitor setup provided the only easy
access to the site, the radioactive liquid
waste treatment lagoon for the Los
Alamos Neutron Science Center
(LANSCE) located at technical area 53
(TA-53), a pifion-juniper zone. LANSCE
is a national user facility that provides
intense sources of pulsed spallation
neutrons for neutron research and
applications. Operation of the linear
accelerator and associated cooling

systems produces radioactively contami

nated liquid wastes. All potentially
radioactive liquid wastes are collected
and delivered to two sets of holding
tanks. The waste is retained in the
holding tanks until short half-life
constituents decay completely. Tank
contents are then pumped to the TA-53
radioactive liquid waste treatment lagoo

During 1998, we improved the fence
around the lagoon from its 1997 condi-
tion by burying chicken wire along the
bottom to prevent animals from digging
under it and by adding a solar-powered
electrical “hot wire” along the top to
discourage animals from climbing over i
The RFID monitor was set up as an
opening in the fence through which
animals could access the lagoon and th
Trailmaster cameras photographed any
animal passing through it. The monitor
and cameras operated continuously
during 1998 to document use of the
lagoon area by marked and unmarked
animals.

Through March and July, we captured

medium-sized mammals (rock squirrels,
raccoons, striped skunk, and bobcat) at
two different TA-53 areas (see figure 2)
using cage traps placed within 400 m of
the lagoon (at the lagoon) and more tha
400 m from the lagoon (away from the

lagoon). Animals were also captured in

Guaje and Rendija canyons on Santa Fe

Forest Service lands. Captured animals
were taken to an animal holding facility,
where we anesthetized them, inserted
RFID tags between their shoulder blade
took measurements, and collected 2—4
of hair. We retained the animals in the
holding facility overnight, collected their

L.
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Figure 2. Locations of traps at TA-53. The circle is a 400-m buffer around the liquid waste
lagoon. Animals captured inside the circle are considered to be at the lagoon. Animals
captured outside the circle are considered to be away from the lagoon.

urine in trays beneath the cages, then
released them the next day at their
capture site. Urine samples collected in
1997 and 1998 were submitted to the
LANL Chemical Science and Technol-
ogy Division (CST) where they were
analyzed for tritium concentrations. Hair
samples submitted to CST were tested
concentrations of metals, including
aluminum (Al), antimony (Sb), arsenic
(As), barium (Ba), beryllium (Be),
cadmium (Cd), chromium (Cr), copper
(Cu), lead (Pb), mercury (Hg), nickel
(Ni), selenium (Se), silver (Ag) and
thallium (TI). Results of contaminants
samples were analyzed assuming that
samples with nondetectable results had
levels equal to one half of the detection
limit.

Progress

Animal Capture

Between March 1, 1998, and July 31
1998, we captured 35 animals a total of
56 times. Animals captured included 32
rock squirrels, 1 raccoon, 1 striped skun
and 1 bobcat. At TA-53, 19 rock squir-
rels, 2 raccoons, 1 striped skunk, and 1
bobcat were implanted with RFID tags @
retained RFID tags from 1997. Six rock
squirrels and 1 striped skunk initially
captured in 1997 were recaptured in

k;

1998. One raccoon initially captured in
1997 was detected going through the
RFID monitor in 1998. Thirteen rock
squirrels were captured in Guaje and
Rendija Canyons on Santa Fe National
Forest land and sampled. Contaminant
levels in these animals were used for

forcomparison to levels in animals captured

at TA-53. However, seven hair samples
from the control area animals were not
submitted for analysis in FY98 because
funding ran out.

Effectiveness of the RFID Monitor

Of the 23 marked animals at TA-53, 4
animals (2 rock squirrels, 1 raccoon, and
1 bobcat) passed through the RFID
monitor a total of 25 times between
March 1, 1998 and September 1998.
Eight pairs of readings appeared to
represent 1 rock squirrel entering and
leaving the lagoon area. The time the
squirrel spent in the lagoon area ranged
from 6 min. 3 sec. to 1 hr. 40 min. 40 sec.
The bobcat also had 1 set of paired
readings. It remained in the lagoon area
16 min. 23 sec. All other readings (7)
were unpaired. The large increase in the
proportion of paired readings in 1998
(72%) versus 1997 (44%) suggests our
fence modification did improve our
detection of animals using the lagoon.
Despite the larger number of passages in

5
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Table 1. Number of animals with detectable values® (n) and median values® with range (in parentheses) of metals (mg/g) and tritium (pCi/L)

found in urine for animals captured in 1998 at

Los Alamos National Laboratory®.

Rock squirrel (18)¢ Raccoon (1) Bobcat (1) Striped skunk (1)

n Median n Median n Median n Median
Al 18 310 (700) 1 340 1 170 1 370
Sb 2 0.05(0.2) 1 0.34 1 0.05 1 0.04
As 0 0.2 (0) 1 0.2 0 0.2 0 0.2
Ba 18 11.0 (24.6) 1 14.0 1 15 1 9.5
Be 6 0.035 (0.051) 0 0.35 0 0.35 0 0.35
Cd 0 0.45 (0) 1 1.3 0 0.45 0 0.45
Cr 3 0.45 (1.15) 1 16 0 0.45 0 0.45
Cu 18 11.5 (52.9) 2 12.0 1 9.7 1 6.1
Pb 18 2.55(8.1) 2 14.0 1 13 1 2.1
Hg 3 0.15 (0.45) 0 0.15 0 0.15 1 0.5
Ni 1 2.0(2.2) 0 2.0 0 2.0 0 2.0
Se 18 1.05(1.0) 1 2.0 1 1.0 1 1.0
Ag 2 1.0(1.3) 0 1.0 0 1.0 0 1.0
Tl 18 0.021 (0.047) 1 0.066 0 0.01 0 0.017
Tritium 17 2890 (41980) 1 1081000 - 1 20

aDetection limits were: As, 0.4; Be, 0.07; Cd, 0.90; Cr, 0.9; Ni, 4.0; Se, 0.3; Ag, 2.0; Tl, 0.3: Hg, 0.3.
PNondetectable values were reported as one-half the detection limit for the purposes of analyses.

¢All animals were captured at TA-53.

1998 (25 in 1998, 16 in 1997), we
detected the same number of animals (4
in each year. At the monitor between
April 15, 1998, and July 11, 1998, we
took 6 photographs of rock squirrels, 7
photographs of raccoons, 12 photograph
of cottontail rabbits, 1 photograph of a
mouse, and 2 photographs of birds. We
are currently developing and analyzing
the remaining FY98 photographs.

Contaminants Analyses

We used liquid scintillation analysis of
urine to measure levels of tritium.
Median values of tritium for animals
captured on LANL in 1998 are presenteq
in Table 1. The highest value recorded
was for a raccoon captured on May 28,
1998. This animal had 1.1 million pCi/L
of tritium in its urine. Levels of tritium in
water samples taken once a month from
the lagoon during April-July ranged from
3.2 million pCi/L to 14.7 million pCi/L.

A raccoon was photographed entering th

lagoon early in the morning (01:12) of

) May 25, 1998, and leaving late that nigh
(23:46). It is possible that we captured
and sampled this same individual three
days later.

s : - .
An analysis of tritium levels in rock

squirrel urine from three different areas
(at the lagoon, away from the lagoon, an
control) found significant differences
among the groups in both 1997 (Kruska
Wallis test, test statistic = 7.5, P = 0.024
and 1998 (Kruskal-Wallis test, test
statistic = 19.96, P = 0.000). In both
years, rock squirrels from the lagoon are
had significantly higher concentrations g
tritium in their urine than animals away
from the lagoon or in the control area.
Median values of tritium and ranges for
1997 and 1998 for rock squirrels from
different areas are presented in Table 2
Plots of tritium values over time in rock
squirrels from the lagoon area for 1997
and 1998 are presented in Figure 3.

During 1997, we submitted muscle
t and bone samples from rock squirrels that
were captured at the lagoon area but died
during the capture process. These
individuals (1 male, 1 female) were
pooled for radionuclide analyses. We
found 0.0137 pCi/g ash éffamericium,
0.0077 pCi/g ash afeplutonium, 0.0009
pCi/g ash of#° plutonium,15500 pCi/L
of tritium, 48.85 gCi/g ash dfstrontium
90, 0.29 ug/g ash of total uranium, and
2.22 pCi/g ash of’cesium in muscle
tissue. In bone tissue, we found 0.0029
pCi/g ash of*americium, 0.0014 pCi/g
ash of?8plutonium, 0.0009 pCi/g ash of
239 plutonium, and 16200 pCi/L of
tritium.

d

)

2a
f

No animals were submitted from this
project in 1998. However, rock squirrels
were collected from perimeter and
regional locations by the Ecology
Group’s Contaminants Monitoring Team
in 1998, and comparisons of rock
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Table 2. Tritium concentrations (pCi/L) in rock squirrel urine from animals captured in 1997 and 1998 in three locations: at the lagoon,

away from the lagoon, and at the control area.

Year At Lagoon Away from Lagoon Control Area Test Statistic and P®
n Median n Median n Median
1997 8 4000 (9900) 3 1720 (8310) 4 585 (950) 7.5,P=0.024
1998 15 4490 (41670) 2 250 (60) 13 -20 (2150) 19.964, P = 0.00
45000 (Clark et al. 1989). This suggests that our
3 40000 ° A 1997 animals were not exposed to excessive
O 1998 levels of selenium. For animals in which
o 35000 hd - : -
= cadmium was detected, concentrations in
& 30000 . hair were as high or higher than in
T 25000 ° beavers in an industrially cadmium-
c contaminated river in Germany. No
Q 20000 . .
e population-level effects were observed in
g 15000 (] the German beaver population (Nolet et
E 10000 o A o o d al. 1994).
£ 5000 .‘ = g Lead in hair has frequently been used
= [ A A A T . . P
0 | o | ® o “Lhieq e 4 | A 2 as an indicator of exposure. A safety limit

14-Feb 6-Mar 26-Mar 15-Apr 5-May 25-May 14-Jun

4-Jul  24-Jul

Figure 3. Graphic showing tritium concentration (pCi/L) in urine from rock
squirrels captured in the lagoon area by date in 1996 and 1998.

squirrels from the different locations will
be presented in the 1998 Environmenta
Surveillance Report.

Median values for metal concentra-
tions in hair samples for each species
captured on LANL in 1998 are presented
in Table 1. Using Kruskal-Wallis tests
(Table 3), we tested for significant
differences in levels of metals in rock
squirrel hair from animals captured in

three areas: at the lagoon, away from the brain. For most metals, there is often no
lagoon, and in the control area. There wasa close correlation between metals in ha

no significant evidence of elevated levels
of metals in animals from TA-53,
although there was a slight trend toward
higher levels of lead.

Conclusions and Deliverables

The RFID monitor and tags were very

effective at documenting animal passages

into the lagoon area. However, when we
made comparisons with control animals
we were surprised at the low number of
marked animals visiting the lagoon
relative to the number of animals with
elevated levels of tritium. Although only

2 rock squirrels were recorded entering
the lagoon, 11 of the 15 rock squirrels
tested from the lagoon area had tritium
levels above 1550 pCi/L, the highest
value recorded in the control area. Thes

data strongly suggest that indirect routes

of uptake are important in the transport
tritium from the TA-53 lagoon to wildlife.

Toxicity from metals occurs in critical
organs, frequently the liver, kidney, or

and metals in critical organs. Therefore,
the analysis of hair samples for metal
concentrations is primarily useful as a

ir

of 9 mg/g in hair has been proposed for
children (Revich 1994). In our 1997
study 5 animals at TA-53 (4 rock
squirrels, 1 raccoon) exceeded this level,
with 1 rock squirrel having >25 mg/g. No
animals exceeded this level in 1998.
Beryllium was the only metal to be
significantly different among areas in
both 1997 and 1998. The reason for this
pattern is not known.

Liquid wastes contaminated with high

Of |evels of metals are not released into the

lagoon. Therefore, any excessive metal
concentrations observed in animals
around TA-53 are the result of contami-

t hants from historical activities and not

the result of current use of the lagoon
waters.

We have proposed using the TA-53
population of rock squirrels as a sample

Screening tool. We have little information popu|ati0n with known contamination to

on the significance of our aluminum,
arsenic, barium, beryllium, or chromium
values. Both aluminum and barium occu

develop techniques for examining genetic
damage in wildlife populations. We have

I' received commitments for $25K from the

naturally at relatively high concentrations Environmental Restoration Project and

in soils of Los Alamos County
(Ferenbaugh et al. 1990). Ranges of
selenium observed in our study were
similar to those observed in a control
population of raccoons (0.47-1.7 mg/qg)
that were used in a study in California

$10K from the Contaminants Monitoring
Team to conduct this work during FY99.
We are preparing a publication to be
submitted to a peer-reviewed journal
based on the 1997 and 1998 results of
this project.
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Table 3. Number of animals with detectable values® (n) and median values® (mg/g) with range (in parentheses) of metals found in hair of

rock squirrels captured in three locations: at the lagoon, away from the lagoon, and at the control area.

Metals At Lagoon (15)¢ Away from Lagoon (3) Control Area (6) Test Statistic and P¢

n Median n Median n Median

Al 15 340 (700) 3 270 (100) 6 375 (400)

Sb 15 0.05 (0.2) 3 0.05 (0.05) 6 0.045 (0.08)

As 0 0.2 (0) 0 0.20 (0) 1 0.2 (0.7)

Ba 11 11.0 (24.6) 3 19.0 (12.8) 6 17.5 (9.0) 4.92,P=0.085

Be 3 0.035 (0.051) 2 0.77 (0.44) 3 0.056 (0.085) 6.03, P =0.049

Cd 0.45 (0) 0 0.45 (0) 0 0.045 (0)

Cr 0.45 (1.15) 0 0.45 (0) 0 0.045 (0)

Cu 15 7.8 (8.3) 3 7.0 (4.2) 6 8.9 4.1)

Hg 3 0.15 (0.45) 1 0.15 (0.15) 0 0.015 (0)

Pb 15 2.7(8.1) 3 25(1.2) 6 1.0(0.9) 5.249,P =0.072

Ni 1 2.0(2.2) 0 2.0 (0) 0 2.0 (0)

Se 15 1.1(1.0) 3 1.0(0.6) 6 0.65 (1.0)

Ag 1 1.0(1.3) 0 1.0 (0) 0 1.0 (0)

Tl 15 0.020 (0.047) 3 0.026 (0.015) 6 0.025 (0.012)

aDetection limits were: As, 0.4; Be, 0.07; Cd, 0.9; Cr, 0.9; Ni, 4.0; Se, 0.3; Ag, 2.0; Tl, 0.3: Hg, 0.3.
"Nondetectable values were reported as one-half the detection limit for the purposes of analyses.
‘The number of animals tested (N) in each location follows the location name in the table.

dKruskal-Wallis test statistics and probability levels are included for those metals which had significant differences among groups at the

a=0.10 level.
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Seasonal Movements, Activity Patterns, and Radionuclide Concentrations of
Rocky Mountain Elk (Cervus elaphus nelsoni) Inhabiting the Pajarito Plateau

Principal investigator: James Biggs, Kathryn Bennett, and Phil Fresquez, Ecology Group (ESH-20)

Funding: FY 96, $68K; FY 97, $53K; FY 98, $78K. The project also received $23K from the Dual Axis Hydrodynamics
Radiographic Testing (DAHRT) facility mitigation action plan.

Introduction

The expansion of elk on Bandelier
National Monument and Los Alamos
National Laboratory (LANL) lands
appears to be continually increasing,
resulting in a variety of ecological and
human-associated issues and concerns,
In 1996, members of ESH-20 initiated
a preliminary, multitasked study to
evaluate the behavior and radioisotope
concentrations of approximately 3%—-5%
of the elk inhabiting LANL property.
This study is preliminary because the
only previous study of elk at the Labora-
tory was conducted in the late 1970s
(White et al. 1981) and elk use of
Laboratory property has drastically
changed during the interim. Conse-
guently, we need to establish new
base-line data and to test the efficiency
of a new technology, global positioning
system (GPS) radio collars, for this type
of study.

We have identified behavioral
patterns—movement and activity
patterns, resource use—that will help us
develop long-term management plans
that include strategies to address issues
concern such as automobile accidents,
radionuclide uptake and off-site transpor
and overuse of sensitive habitats. To
develop strategies to manage elk and
other large herbivores, we must under-
stand how the spatial distribution and
availability of essential habitats and the
landscape influence the animals’ use of
LANL property. One of several concerns
is elk use of LANL technical areas (TAS)
known to contain environmental contami
nants that may ultimately constitute a
pathway to transport radionuclides to
people (Fresquez et al. 1994). However,
to accomplish an accurate radiological
study, we need to measure radionuclide
concentrations in tissues of animals with

10

(o)

t

a defined history of use on LANL
technical areas. We must also identify
movement patterns and resource use
patterns in relation to contaminant
sources to evaluate the potential exposy
of contaminants to animals.

Before we initiated this study, the
most common form for collecting activity
data on wild animals was through the us
of tracking via very high frequency
(VHF) radio collars. Tracking requires
locational fixes obtained by ground or
aerial surveys. Although such surveys
remain the most widespread technique,
new methods are being tested. One
method is the use of global positioning
system (GPS) technology, which uses
satellites to obtain locational fixes. We
elected to try GPS collars because of
inherent problems with conducting a
study of this magnitude using VHF.
Among these problems were inaccessib
ity of secured areas on a regular basis;
inaccessibility of areas due to terrain,
land ownership, and political boundarieg
the high-cost requirement of human
resources; and inaccuracies of data

ssociated with triangulating positions—
he act of obtaining a locational fix by
taking a ground reading from at least tw
points.

As a result of issues of concern with
elk at LANL and the need for more
efficient and applicable technology, the
objectives of this study were to

« evaluate GPS test collar data in variou
habitats around LANL,

* apply spatial and temporal analysis of
data to evaluate activity patterns and
resource use of elk,

» compare radionuclide content in
collared elk from LANL to background
locations,

» calculate the committed effective dose
equivalent (CEDE) to people who
consume meat from elk that use LANL
lands,

€. develop a habitat use predictive model
for use in the LANL facility/project
planning process,including meeting
requirements of the National Environ-

e mental Policy Act, and

« collect data for initial development of
long-term management strategies and to
identify locations of concern for develop-
ment of management strategies to aid
local agency officials in minimizing
human/animal conflicts.

This study supports the Laboratory’s
environmental compliance requirements
by helping it meet DOE Orders 5400.1
and 5400.5, the Resource Conservation
and Recovery Act, and the National
Environmental Policy Act. The informa-

“tion collected in this study will be used as

a foundation for further studies and

_ biological opinions pertaining to large

* mammal ecology for use in a sitewide
environmental impact statement (EIS),
project-specific EISs, and environmental
assessments. In addition, a series of
interagency meetings between LANL, the

P State of New Mexico, local Native
American pueblos, and Bandelier
National Monument has identified the
need for data on this species to develop a
regional management plan.

Cost/Time Savings Analysis

Because these collars are self-
activated and store and disseminate data
from the collar, personnel are not needed
in the field to collect data. The amount of
time and saved costs has been significant
(Table 1). Costs are based on the deploy-
ment of six GPS collars and do not
include costs associated with data
interpretation, special computer software




training, animal trapping, collar replace-
ment, or other costs that will vary from

project to project or researcher to GPS collar (n=6) VHF collar (n=6)
researcher. Attempts to locate an animal Yearl  Additionalyears Year1l Additionalyears
are based on a rate of once per day. The (peryr.cost/hrs) (peryr. cost/hrs)
success rate of obtaining a location on ] » ] doll
each animal is assumed to be similar for | EduiPment/Services (dollars)
both methods. The figures provided for Collarcost (6) 32,000 2,400
VHF collars are based on locating GPS/VHF receiver cost 1,750 2,400
animals using _ground rather than aerial Othertelemetryequipment 350 150
surveys. If aerial surveys are used, labor costs (antennae,
hours will decrease, but one must account  patteries, etc.)
for costs associated with aircraft flight )
time, ground time due to adverse weather| Collarrefurbishment 6,000 900
conditions, and increased risk to worker| | Argos/Datamanagement 6,000 6,000 250
safety. The computer software and
hardware requirements are not included TOTAL EQUIP./SERVICE COST  $68,000 $12,000 $5,400 $1,050
in the table because they are a funct.ior) off Labor (person hours)
the researcher’s needs and are not limited ) . .
by the method used; both techniques Datacgllectlrc]).n(tra;cklng, 50 50 1540 1540
result in the production of similar groundtruthing of GPS)
coordinate data. Datamanagement 150 150 300 300
Table 1 shows that within a two-year (downloading, plotting)
period, through the use of the GPS collars TOTAL PERSON LABOR HOURS 200 200 1840 1840
gzvﬁg;p;{ Ziécr’ol:jri;fe\l;H$F2§y§é%”\}:éul 4 | Hypothetical labor cost 6,000 6,000 55,200 55,200
’ . (dollars)
accrue, and thereafter an annual_ savings | (hased on$30hourlywage: (plusOT
of $38:25_30- As the number of anlmals. assumesoverhead charges, chargesfor
collared increases, so do the cost savings| benefits, etc.) weekend,
Additionally, the calculation of savings is etc.,
based on person-hourly-wages of $30, tracking)
er?hee”ﬁgJfl‘;e:v;g‘z‘fg::r;gaa;'egegesfi'ésr;if‘?t"' TOTAL ESTIMATED COSTS $74,000  $18,000  $60,600 $56,250

cant increase in cost savings can occur.
For example, if this rate increased to $4
per hour, the annual cost savings for
using GPS over VHF would be approxi-
mately $43,400 during the first two
years and $56,650 on an annual basis
thereafter.

Prior to this study, we placed radio
collars on five animals on LANL
property with VHF units and attempted to
obtain one to two locational fixes per
week using triangulation techniques. Th
success rate of obtaining locations with
GPS collars appears to be as high, if not

e

Table 1. Cost and labor requirements, GPS ve

Environment

rsus VHF telemetry

!Based on previously conducted field work onand near LANL using VHF telemetry

mountainous terrain areas, i.e., mesa to
foothills, open terrain. When animals
were expected to be found in steeper
canyons, tracking time increased by 509
to 100% due to the remoteness and
inaccessibility of that terrain. Further-
more, approximately 30% to 40% of the
first attempts to locate animals in
canyons and other challenging terrain
were unsuccessful and attempted again
the following day or week. Additional
limitations on obtaining fixes included

higher, than rates associated with the use inaccessibility to remote areas during

of the VHF units. When considering that
only one to two fixes were being obtaine
weekly with VHF units, we expended
approximately 10 hours per week to
locate those animals when locations we
relatively constant (nonmigratory

adverse weather conditions, restricted

d access to private or federal property, an

limited access to LANL-secured areas.
Although the GPS reception rate in

re canyons may be lower relative to mesa

tops and other terrain more visible to

periods) and in noncanyon or other steep satellites, we estimate a greater receptic

psr‘ate and more accurate locational fixes
compared to those obtained using VHF
units. The rate estimate is based in part
on the number of revisits to obtain VHF
triangulations in canyons and the large
estimated triangulation errors frequently
associated with those readings.

Method

This report includes updated summa-
ries of previously published LANL
reports, reports currently in preparation,
manuscripts submitted to professional
d peer-reviewed journals, and new informa-
tion not included as part of any other
publication. Where applicable, references
to these reports and other publications are
given in the text. A more detailed
ndescription of field methods and

11
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approaches to data analysis is provided
the references listed in this report.

Two methods are being used to obtai

data to reach the objectives of this study;

* GPS radio collar locational data/
Geographical Information System (GIS)
interfacing and

« the collection of tissue samples for
radiological contamination studies.

A brief summary of methods for captur-
ing and collaring elk are described here;
complete description is provided in the
1996 and 1997 TDEA Annual Report.

We captured six elk in 1996. All six
animals were harvested or died as a res
of collisions with automobiles. Collars
from four of these animals were refur-
bished and, with the addition of two new
collars, deployed on different animals in
1997 and 1998, resulting in a total of 12
collared animals. The two new collars
malfunctioned within two weeks of
deployment and two of the recently
collared animals were killed by vehicle
collisions within six weeks of deployment.

Progress and Results
GPS Collar Accuracy Testing

Before we deployed the Telonics GPS
collar, we estimated its positional
accuracy under various vegetation types
and terrain conditions. We tested the
positional accuracy of the collars by

programming them to attempt to obtain a

position location every 20 minutes with
continuous uplink to ARGOS satellites tg
transfer position data files. We placed th
collar on a stand equivalent to the neck
height of an adult elk and then placed th
stand within three different treatment
categories: (1) topographical influence
(canyon and mesa tops), (2) canopy
influence (open and closed canopy), and
(3) vegetation type influence (ponderosa
pine and pifion pine-juniper).

We used a hand-held differentially
corrected GPS to obtain the position of
the test collar at the same time and
location. We estimated a mean overall
locational error of 1066 m (354+53 ft).
We found no statistical differences
(0= 0.05) in locational errors and

12

inobservation rates between vegetation,
topography, and canopy types. For
further details on the evaluation of
locational error related to the GPS
collars, refer to Bennett et al. (1997).

h

Elk Movement Predictive Model

As part of the objectives of this study
we developed a spatial model to predict
travel corridors of elk in and around
LANL. The model was developed using
the Spatial Analyst extension of ArcView

4and GRID of ARC/INFO. The model is

ull'I_and cover

based on weighted distance functions that
modify the straight-line distance by other
factors, which is the cost (impedance) to
travel along a path. This type of analysis
is commonly referred to as a least-cost
path analysis. Model variables include
land-cover type, slope, aspect, mean daily
distance traveled, and human induced
variables such as fences, roads, and
permanent structures (Figure 1).

GPS radio-collared data from eight elk
were used to define variable class
weights (impedance values). We used a
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Figure 1. Three model variables used for the least-cost path analysis.



Chi Square Goodness-of-Fit analysis to
evaluate elk locational data to each
variable. The analysis compared the

expected use of the variable classes (i.€.
land cover type = ponderosa pine) to the

actual observed data. If a variable class
were used at a higher frequency than
expected, we made the assumption that
the variable class was favorable to elk
movement and was given a low imped-
ance score. However, if the variable was
under utilized, the variable class was
given a higher impedance score.

Impedance scores ranged from O to
999. Those variable classes that would
always prevent travel (security fences)
received a score of 999. Classes within
natural variables such as cover types,
slope, and aspect were given values
between 0 and 100, zero representing n
impedance and 100 being high imped-
ance. The assignments of the impedan
values were based on a ratio of the
observed frequency to the expected
frequency of variable use.

After impedance values were assigne
to all variables, the variables were
combined to yield a composite imped-
ance surface. We used GRID to predict
the movement path of elk from source
locations to destination points. We
specified a maximum distance to define
the least-cost path. The maximum
distance used was calculated from the
average distance traveled by elk within
its home range. The average would
prevent the model from yielding a result
that was incompatible with the elks’
normal daily movement distance. For a
more detailed description of the model,
refer to Bennett et al. (1998).

Collar Observation Rates vs. Habitat
Type/Cloud Cover

Following the conclusion of the study
we attempted to estimate observation
rates for collars deployed on elk with
respect to cloud cover and habitat
characteristics within seasonal home
ranges. Approximately 1800 fixes were
obtained between March 1996 and June
1998 for all 10 elk combined. We
calculated an approximately 69%
observation rate (number of actual fixes
total number of potential fixes) for all 10

animals combined (range of 54% to 969
for individual animals). The overall
yearly observation rates ranged from 58
in 1996 to 82% in 1998.

l
n}

were lowest in fall (45%) and highest in

spring (77%). The observation rates were

significantly (J= 0.05) higher in spring
and winter compared with all other
seasons and calving was significantly
greater than fall. The observation rate
was significantly higher during the perio
1600-2000 compared to the period
between 0000 and 1200 (p = 0.0005).
The observation rate was generally high
from noon to midnight compared with
midnight to noon. We did not observe
any statistically significant differences in
observation rates between cloud cover
classes (p = 0.28) or between varying
cloud base heights (p = 0.43). Howeve
cethe observation rate was generally lowe
during overcast conditions.

D

o

Pifion pine and juniper made up the
majority of most individual animal

d seasonal home ranges, followed by open

(grassland) areas. Pifion pine and junipé
were generally more prevalent in home
ranges during spring and winter com-
pared to other seasons. Ponderosa pine
was more common in home ranges
during calving, summer, and fall.

Approximately 60% of all seasonal
individual animal home ranges consiste
of 0%—10% slopes and composition of
steeper slopes within home ranges tend
to increase during warmer months.
Multiple regression analysis showed tha
cover type was not a significant predictg
of GPS observation rate (p =.0877,R
0.1923) nor was slope (p = 0.4758, R
0.2475).

Habitat Use

Overall and seasonal habitat use and
availability was evaluated previously
following the first year of data collection
(Biggs et al. 1997). However, additional
data collected through the calving seasq
in 1998 and updates to the land cover
map resulted in some changes to the
habitat use and availability analysis. A
more thorough discussion of habitat use
is given in Biggs et al. (1998b).

The overall seasonal observation rates

Environment

0 We observed significant differences
(x*=513, DF =7, n = 2009, p<0.001)
Y%between the amount of habitat available

and the amount used throughout the year.
.. EIk used grasslands much more than
expected— >50% difference between
observed and expected—and used aspen
forests somewhat more than expected—
between 25%-50% difference in ob-
served and expected values. All other
habitats were used relatively consistent
with the amount available.

During summer and fall calving, elk

use of aspen forests was much greater
erthan expected and much less than
expected in spring and winter. Elk tended
to use forested habitats (ponderosa pine,
aspen, mixed conifer) more than expected
in summer and less than expected in
winter. Our data showed that during all
seasons, the elk had a a strong preference
for LANL grasslands.

r
Movement Patterns

To better define travel corridors used
by elk on and near LANL property and
L corridors used on a seasonal basis for elk
moving off LANL property (figure 2), we
examined the movement patterns of
collared animals by plotting all locational
fixes onto GIS coverages of topography
and physical structures. A more detailed
description of travel corridors is provided
in Biggs et al. (1998b). The maps depict
travel corridors based on collared animals
only and should not be interpreted to
edndicate all travel corridors of elk on or
near LANL. Based on the locational fixes
t of all collared animals, we have identified
I 68 primary travel corridors with several
branches occurring on LANL property
(figure 3).

0

Travel corridors in the east portion of
LANL appear to be dictated by security
fences and other structures. There are two
areas within the east portion of LANL
where corridors cross between LANL
property and San lldefonso property.
Travel corridors in the west portion of
LANL circulate around TA-16 with
corridors extending into TA- 6, -8, -9,
and -15. During some period of the study,
three of the elk collared from 1996— 98
migrated or traveled west off LANL
property toward or near the Valle Grande.

n
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0

10 miles

. Possible route base on VHF data

Primary route based on GPS data

D LANL Boundary

Figure 2. Migratory routes for collared elk, LANL-East Jemez Mountains.

The primary travel corridor for these
animals occurred in the vicinity of
Pajarito Mountain which extends off
LANL property near TA-8 and -58.

We observed a different route of trave
for the four elk collared in 1995 with
VHF units. These animals moved along
the southwest and southern border of
LANL. Locations of VHF-collared
animals were obtained less frequently
than the GPS collared animals and
therefore, the routes are only considered
as “possible” travel routes.

Radioisotope Concentration/
Movement Analysis

Elk forage in many areas at LANL
that may contain radioactivity above
natural and/or worldwide fallout levels.
We analyzed radionuclide concentration

14

(SH' QOSr,137csy23q:)u,239,24q:)u,241Am and

total Uranium) in muscle and bone tissue

of elk collected from LANL lands from
1991 to 1998, including those animals
collared as part of this study (Fresquez ¢
al. 1998). Most radionuclide concentra-
tions in muscle and bone from individual
elk collected from LANL lands were
either at less than detectable quantities
(where the analytical result was smaller
than two counting uncertainties) or withir
upper (95%) level background (BG)
concentrations.

As a group, most radionuclides in
muscle and bone of elk collected from
LANL lands were not significantly higher
(p<0.05) than in similar tissues from elk
collected from background locations.
Also, GPS-collared elk that spent an

s average of about 50% of their time on

2t
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LANL lands were not significantly
different in most radionuclides than road-
killed elk collected as part of the environ-
mental surveillance program. Overall, the
upper-level net (95%) CEDE, i.e., the
CEDE plus two sigma for each radioiso-
tope minus background, at the most
conservative ingestion rate of 50 Ibs. of
muscle and 13 Ibs. of bone, was 0.117
mrem/yr. and 1.67 mrem/yr. for elk
muscle and bone, respectively. The
combined dose was less than 2% of the
International Commission on Radiologi-
cal Protection (all pathways) permissible
dose limit for protecting members of the
public.

Conclusions and Deliverables

In addition to providing data on the
radioisotope concentrations in elk as
related to their movement patterns on
LANL, this study provides data that is a
foundation for the initial development of
long-term management strategies for elk.
Our data also identify locations of
concern on LANL property where
specific management strategies may be
necessary to aid local agency officials in
minimizing human/animal conflicts. The
general and specific results from this
study provide data on radioisotope
concentrations in elk tissues, seasonal
habitat use, movement and activity
patterns, and travel corridors of elk,
which can be used to address contami-
nant concerns, human-elk interface
issues, and LANL project management.
Each of the primary objectives of this
study are listed below with a discussion
of results, including the completion of
deliverables where applicable.

Evaluation of global positioning system
(GPS) collar in habitats at LANL

The estimated error rates and observa-
tion rates we calculated in the evaluation
of the GPS collars appear to be as high as
rates calculated with the use of VHF
collars and within acceptable ranges for
applying elk resource use and movement
analysis. The results of data analysis for
this objective are presented in this and
previous annual progress reports and are
further detailed in Bennett et al. (1997)
and Biggs et al. (1998a). If additional
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work related to tracking animals with
GPS collars is performed on LANL
property, a correction factor will be
developed and applied to all data based
on these analyses.

Evaluation of activity patterns and
resource use of elk via spatial and
temporal analysis

A summary of results on activity
patterns, resource use, and travel corri-
dors of elk on LANL property is provided
in various sections of this report. Detaile
descriptions of these analyses are given
in Biggs et al. (1998b).

We have identified seasonal differ-
ences in elk use of terrain and cover typ
that should be used as a basis in the
future assessment of the impact of LAN
operations and proposed projects on elk
inhabiting LANL and adjacent areas.

Ik at LANL, 1996-98.

Long-term management recommenda-

tions and strategies are needed to acco nt

u
for and identify the role that all habitats
play in the use of LANL property by elk.

Comparison of radionuclide content in
collared elk at LANL to background
locations

Based on the analysis of movement
and locational data, we conclude that el
move freely between areas of contamin
tion and are likely to forage in and
around these areas. Between 1996 and
1997, we collected and analyzed tissue
and/or bone samples from five out of the
six originally collared elk for concentra-

stion levels of various radioisotopes
(Fresquez et al. 1998). Based on the
analysis, most radioisotope concentra-
~ tions in tissues of collared elk that have
defined history of use around these
contaminated sites were not signifcantly

K
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higher than tissues from elk collected
from background locations.

Calculation of CEDEs and risk of
cancer fatalities to people who con-
sume meat from elk that use LANL
lands

We found that based on the elk tissue
and bone analysis, the highest dose
received from consuming elk found on
LANL property is less than 2% of the
International Commission on Radiologi-
cal Protection permissible dose limit for
protecting members of the public
(Fresquez et al. 1998). The radio-tracking
of elk on LANL property and subsequent
tissue sampling have allowed us to
determine the animals’ potential exposure
to contaminants by defining the elks’
history of habitat use around contami-
nated sites.

Predictive models for use in the LANL
facility/project planning process

By interfacing the GPS locational data
and GIS coverage, we developed a model
to predict the routes an elk would
probably take to move from one point to
another should its current route of travel
be interrupted. Through application of the
model, we can identify expected alter-
ations in current habitat use resulting
from the implementation of management
recommendations and strategies. The
model can also identify possible impacts
0 elk movement patterns from proposed
LANL projects. The model is currently
being applied to DARHT facility as part
of the mitigation action plan developed as
part of the EIS for that facility. We
compared the model result to locational
data collected from GPS-collared elk.
Our GPS locational data suggest that the
predicted route was being used heavily
by elk. Further testing, evaluation, and
verification of the model are ongoing. A
detailed description of the model is given
in Bennett et al. (1998).

Development of long-term
management strategies/identification
of locations of concern

Based on the collected data and
analysis, we have identified several areas
on LANL property that should be more
closely assessed for their contribution or

15



Environment

potential contribution to human/elk
conflicts. Based on the identity of
movement patterns and areas of concen
trated use, we have concluded or strong
suspect the following:

 There is a minimum of two migratory
routes from the Jemez Mountains to
LANL property, as described previously
in this report. These routes may act as
“pinch points” for animals moving onto
and off of LANL property and should be
adequately considered and evaluated
prior to permitting any development to
occur at these locations.

 There are at least two primary travel
corridors by which elk move back and
forth on to San lldefonso Pueblo prop-
erty. These corridors must also be
adequately evaluated as to their role in
allowing elk to move onto Pueblo
property prior to the implementation of
management strategies in these areas.

* There are six areas of concentrated us
on LANL property and of these, four
occur along heavily traveled roadways. |
addition, we have identified four travel
routes that pass back and forth over maj
roadways. If any management strategies
i.e., fences, habitat alteration, are applie
to these areas of concern, we recomme
that the resulting impact to movement
patterns be evaluated by initially applyin
the elk predictive model derived from the
collaring and monitoring of animals in
those areas.

Based on our study results, we
recommend that several strategies be
considered, either individually or in
combination, in the development of
management techniques for elk that
inhabit Laboratory property:

 Evaluate the development of con-
structed water sources to draw elk away
from current water sources (primary
water sources occur in close proximity tg
major roadways and may act as an
important factor in the distribution and
movement patterns of elk).

» Evaluate use of habitat alteration/
manipulation to redistribute animals to
more desirable locations.

16

 Evaluate construction of impenetrable
fences (i.e., security fences) along
- roadways where highest elk concentra-
ytions occur, while assessing potential
impact to alterations in movement
patterns.
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Introduction

As a progress report for funding A= #0-0.25 Acre

received, this paper is reporting on
information from one plot on
Bandelier National Monument and on
plot on Los Alamos National Labora-
tory (LANL), both severely burned in a
1977 fire. The reason for this compari- AT o S
son is to look at the pattern of succession most of the snags Fd\ ﬁ‘«;,;{ 4,38
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ing species diversity on two plots: fuels. As a result of MG L Tﬂ‘%’* 39
Bandelier, Burnt Mesa, a severely burned these fuel loads, BNM "3“‘ i \9%;_ \3 o57 ‘v,&;?ss )
plot that was reburned by the prescribed carried out a prescribed ’55 LY <3, 937
fire in 1998 and LANL, a severely fire on Burnt Mesa and f“’;giﬁ{\ W \‘° ’,"54. .2 '*%g 6
burned plot that was not reburned by Escobas Mesa in April -, ¥ AN h ) RAL R 3P
prescribed fire and was influenced by the and June of 1998. Plots :}“'u i ‘,‘ \"‘\‘.-" "*:;;4,?63’. YA
Bandelier seeding. No attempt is made to within LANL were not PR ¥ 3, F A &336:27’3 ) ¢
do an in-depth analysis of the data for | burned in 1998. S N wf y 12 3 w7
this report é N kY e VR RY
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In June 1977, the La Mesa fire burned the University of New 145 ‘:-“““*i_-f i l i " iy g 3
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15,270 acres of US Forest Service studv to provide data on [ ST N ¢ !'i N }
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; and plant succession 239 RN Do EEL
threat to LANL and the community of . N PL AN ENRY
o : after the fire at BNM N L o g o
Los Alamos. This fire was the first (Foxx and Potter 1978) S, @507, é\s, ~> ™
extensive wildfire in the area since the B N N ‘

Figure 1 shows the fire &} ‘\::;;-Af‘:"“n& S AN
history of BNM at that i
time. The La Mesa fire Figure 1. Fire history of Bandelier National Monument

late 1890s. Since that time we have had
two major fires—the Dome fire in 1996

a_md the Oso fire in 1998. Similarly, these burned over most of the  before 1977.
fires have been a threat to LANL and the
it areas we had begun to
communty. study in 1975. Analysis of the pre- and In addition to the information gleaned
After the La Mesa fire, the entire post-fire data at four different times from the pre- and post-fire transects, Dr.
burned area on BNM was seeded with six (1977, 1978, 1985, and 1993) was Potter and | established some permanent

grass species, a small area (180 acres)| recorded in the 1994 symposium paper | plots (a total of 15) within two months of
within Technical Area (TA) 49 was not | entitled Vegetation Succession after the| the fire along transects on Frijoles (in a
seeded. Areas within BNM or TA-49 La Mesa Fire at Bandelier National pifion-juniper woodland), Burnt, and
were not replanted with pines, but natural Monument (Foxx 1996). Escobas Mesas (in a ponderosa pine
succession has taken place. By 1985,
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forest) and at Apache Springs (in mixed
conifer forest). Plots located on Escobag
Mesa, Burnt Mesa, and TA-49 were
visited in 1978, 1985, 1992, and 1998.
During each visit, we photographed the
sites, recorded phytosociological data,
and mapped tree locations. In addition tg
these plots, we set up a photo station on
Burnt Mesa after a small fire in 1975 and
on Escobas Mesa after the fire in 1976.

In 1998, we relocated these photo
stations and took pictures. Although our
primary goal in 1998 was to relocate eag
plot and identify the location with
geographic information system (GIS)
technology, the burning of the plots
provided a unique opportunity to com-
pare the site from 1992 (post-La Mesa
but pre-prescribed burn) to 1998 (post-
prescribed burn). Additionally, we
decided to collect data on the LANL plot
because they had not been burned by the
Bandelier prescribed fire. This interim
report is not comprehensive but is a start
at the analysis of over 20 years of data on
the BNM plots and those on LANL.

h

5

Description of the La Mesa Fire

Information reported by Foxx and
Potter (1978) summarized the specifics
the La Mesa fire from Forest Service
notes on fire behavior and weather
prediction. Here is our summary.

Of

The La Mesa fire was first reported at
1556 hours, June 16, 1977, by the St.
Peter's Dome Lookout, and within 20
minutes of the original sighting, flames
and heavy smoke were noted. The fire
burned out of control for seven days,
when weather patterns shifted and
scattered thunderstorms produced heav
rains and reduced temperatures. The fire
was declared controlled at 1600 hours
June 23, 1977. The location and spread
the fire are given in Figure 2.

The fire began in a pile of slash on
Mesa del Rito approximately two miles
from the western boundary of BNM.
Investigations by Forest Service person-
nel deemed it to be human-caused, either
deliberate or accidental. The area
consisted of dense ponderosa pine that
had been logged 20 years previously. Th
slope of the mesa top was 10% to 15%

e
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but steeper in the draws and precipitous
at the edge of the mesa into Alamo
Canyon.

At 1730 hours, an aerial reconnais-
sance flight revealed the fire to be
approximately 50 acres in size. Six days
later it was over 15,000 acres.

After the fire, BNM patrticipated in a
joint project with the USFS to seed
grasses by helicopter. Since only minim
portions of the area were lightly burned,
most of the 15,270 on Bandelier acres
were seeded. Although native grasses
were suggested for reseeding, seeds fo
native species were not available, and
similar species were used. Grasses use
were sand dropsee8gorobolus
cryptandrug; blue gramaBouteloua
gracilis); sheep fescud-gstuca oving—
labels on sacks indicated “hard fescue”
(according to Hitchcock [1950], this is
Festuca ovinavar.duriusculg which is
an exotic introduced from Europe; spike
muhly (Muhlenbergia wrightij; western
wheatgrassRascopyrum smithii and
slender wheatgrasglymus
trachycaulun). These species were
chosen because of (1) natural occurreng

a

d

(2) soil-holding properties, (3) availabil-
ity of seeds, and (4) ease of seeding. The
canyon bottoms were to be hand-seeded
with species such @oa interiorand
Oryzopsis asperifolianative to the

canyon bottoms. Fire lanes were seeded
by hand.

The helicopter seeding began July 12,
1977. An attempt was made to spread 60
seeds per sq. ft. In badly burned areas, the
spread of 70 to 75 seeds per sq. ft. was
desirable. In less severely burned areas,
50 to 55 seeds per sq. ft. was acceptable.
Escobas Mesa was seeded on July 13 and
Burnt Mesa on July 14. By the third week
in August, after approximately 4.5 weeks,
germination was first observed.

The Oso Fire

During the summer of 1998, the Oso
fire burned out of control the last week of
June. In August, | also visited areas of the
Oso fire at Santa Clara Canyon with the
Santa Clara Environmental Department.
| provide a photographic record of areas
within the Oso fire approximately two
months post-fire. These photographs

o Were compared with La Mesa fire

La Mesa fire
burn periods
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Figure 2. Rate spread of the June 1977 La Mesa fire



photographs taken two months after the
La Mesa fire.

The data collected over the past 21
years provide long-term information that
can help us understand the process of
succession that will take place on the
more recent fires such as the Dome and
the Oso fires and provide some informa:
tion for rehabilitation of these burned
areas.

Methods

Selection of plots for post-La Mesa
fire study

On July 6, 1977, representatives of
BNM and LANL and investigators of the
fire ecology study met to coordinate post
fire studies. At that meeting, a verbal
agreement was made concerning the
establishment of plots for future succes-
sion studies. LANL set aside an area tha
was not to be seeded. Permanently stak
20- by 50-meter plots would be used for
measuring areas of varying degrees of
fire damage. Previous to the La Mesa
fire, Roland Wauer of the National Park
Service had established transects for
ornithological studies. At his request, the
vegetation study plots were placed alon
these transects in areas of varying degree
of burn damage, i.e., severe, moderate,
and light. Areas were considered severely
damaged when tree crowns were com-
pletely consumed and the litter and duff
were burned to mineral soil. Moderate
damage included areas where the tree
crowns were only partly consumed and
some trees were still green, although
most of the understory vegetation was
consumed, and in some areas, litter and
duff were burned to mineral soil. Areas
lightly damaged had a majority of trees
remaining alive and litter and duff were
only lightly scorched.

—

D

The plots were aligned either east-
west or north-south and remaining

entirely within the Cat.egory of damage. Plot DateBurned Bum Seeded  Replanted Prescribed Down
Each plot was established by compass 977 Intensity withtrees fire(1998)  woody
and lines were 50 m and 20 m in length. (2977) fuels
The 50-m side was divided into four (1998)
eql’!al parts._The 20-m side was me.lrkec Burnt Mesa July 18, 1977  Severe  Yes No Yes Few
off into 2-m increments. Photo stations

were established at opposite corners, and LANL July 18, 1977 Severe  No No No Many
photos were taken with a 35-mm camja

e cghoose to analyze are seen in Tabl&le

and a 28-mm wide-angle lens to obtain
the widest coverage. The plots were
marked using rebar and a t-pole. On
LANL property, the plots were marked
with angle iron and t-poles. The t-pole
was placed were it would be the most
visible from a road or trail.

Visits to the Plots

In 1998, we visited plots on Escobas
Mesa, Burnt Mesa, and LANL. We

Environment

Results
Comparative Photographs

We classified plots as severely burned
based on the foliar damage (Foxx and
Potter 98). The fire consumed the crowns
of all of the trees. Additionally, the duff
layer and some of the downed woody
fuels were burned, and a significant
amount of soil heating was evidenced by
the condition of the soils. After the fire

photographed each plot, located compara-erosion rills were forming in the denuded

tive pictures from photo files, used a
geographic positioning system (GPS) to
locate the plots for future reference, too
data along the five lines, and mapped
each site for tree and shrub location. Fo
this analysis we choose only to compare
one Burnt Mesa Plot and the LANL Plot

Plot Characteristics

Characteristics of the two plots we

urnt Mesa plot is approximately one mile
from the gate to Burnt Mesa to the south
side of State Route 4. The plot is located
on the northwest side of an old fire road
along a gently sloping northwest-facing
slope. The LANL plot was established i
TA-49. TA-49 is found in the southern
portion of the Laboratory across from
Burnt Mesa and on the north side of State
Route 4, and on the south rim of Water
Canyon. The plots are located both east
and west of a utility line that traverses
Water Canyon. Both of these plots were
burned July 18, 1977 when the fire spread
was estimated to be 38 chains/hr. The fire
was a crown fire in both locations. All the
trees were severely burned as evidenced
complete loss of crown and intense
charring of trees. In 1998, the Burnt Mes
plot was burned as part of the Bandelier
prescribed fire program, but the LANL
plots were not.

h

Table 1. Characteristics of the Plots

a

soil and sprouting of deep-rooted species
such as oakQuercusspp.) and New
Mexico locust Robinia neomexicana
were evident.

Photographs were taken at various
corners of both plots and along the lines.
Figures 3 through 6 show views of Burnt
Mesa from immediately after the fire to
21 years after the fire (1998). In Figure 3,
all the trees are devoid of needles and are
considered dead. Figure 4 shows a
striking contrast with Figure 3 in that the
seeded grass, slender wheatgrass,
dominates the understory. Figure 5
illustrates the snag fall eight years after
the La Mesa fire. Figure 6 illustrates the
contrast after 21 years and post-pre-
scribed fire.

Comparisons were made between
1985, 1992, and 1998. In Figure 7, the
extensive snag-fall can be seen. Pictures
taken in 1992 indicate extensive down
woody fuels and a number of standing
shags (Figure 8). After the prescribed
burn in April 1998, the fuels have been
reduced, and a number of the snags have

bither fallen in the last six years or were

consumed by the prescribledrn (Figure 9).

When we visited the area in August
1998, we were impressed by the density
and variety of species growing within the
plot. The reduction of litter by the April
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prescribed fire had produced a flush of
growth. The bases of the grasses were
devoid of litter and the grasses were
luxuriant. Little bluestem and big
bluestem were taller than usual, and
plants were robust. In addition, species

Figure 4. Burnt Mesa, 1978, one year
after the La Mesa fire.

Figure 5. Burnt Mesa 1985, 8 years after
the La Mesa fire.

Figure 6. Burnt Mesa, 1998, 21 years post-La
Mesa Fire, a few months post-prescribe burn.

20

such as the dayflowe€Cpmmelina
dianthifolia}—which had been seen
immediately after the 1977 fire but then
had disappeared from the floral element
after a year or two—were abundant four
months after the recent prescribed burn

We also photographically compared
the plots at LANL. The LANL plots were
also considered to be of high-severity
fire. The fire crowned in the area, and al
trees, based on the foliar damage, were
judged to be severely burned (Foxx and
Potter 1984). In this plot, all trees were
consumed by the fire. Additionally, the
duff layer and some of the downed
woody fuels were burned, and a signifi-

Figure 7. Burnt Mesa, 1985, 8 years after
the La Mesa fire.

Figure 8. Burnt Mesa, 1992, 15 years after
the La Mesa fire.

Figure 9. Burnt Mesa, 1998, 21 years after
the La Mesa fire and after a prescribed

burn in April 1998.

cant amount of soil heating was evident.
The LANL plots were not seeded, but
some sites got seed blow-over from the
Bandelier overflights. We have chosen to
compare one of these plots with the Burnt
Mesa plot. Only one of the three plots
was positioned in the landscape in an area
that did not get seed blow-over. The
dominant plant in 1978 within LANL

was fetid goosefootQhenopodium
graveolan} as seen in Figure 10. Similar
to Burnt Mesa most of the snags had
fallen by 1985 (Figurell). Much of the
area in 1998 has large clumps of oak, and
the dominant grass is mountain muhly
(Figure 12). Some large shags remain.
Not evident in these pictures is the extent
of downed fules.

One of the most striking visual and
measured differences between the areas
on Burnt Mesa and Escobas Mesa burned
by prescribed fire and those within
LANL was the reduction of the large
diameter fuels. Figure 13 shows the
extent of the large diameter fuels. Recent
pictures taken on Escobas Mesa illustrate
the reduction of the large diameter fuels
by the prescribed fire (Figures 14 and
15). The bases of the grasses had large
mats of litter and dead material not seen
in the Burnt Mesa plot burned by the
April prescribed burn. Cover estimates
indicated that there was a 40% reduction
in the litter in the Burnt Mesa plot from
the prescribed fire.

Photographic Comparison of the
La Mesa Fire with the Oso Fire

The Oso fire began late in June 21
years after the La Mesa fire. Photographs
taken in the La Mesa fire area and data
analysis can be used to begin to under-
stand the process of succession on the
area of the Oso fire. One example is
given here. In the severely burned area
above Santa Clara Canyon, aspen was
sprouting from the previously buried
roots. The height of the aspen was similar
to that for the same time period after the
La Mesa fire (Figure 16 and 17). Figure
18 shows the aspen succession in the La
Mesa fire. One can predict the height of
the aspens in the burn area of the Oso fire
after a certain number of years by
studying the corresponding photograph of



the burn area of the La Mesa fire. This
example illustrates the usefulness of
long-term data for the rehabilitation of
recently burned sites in the Jemez
Mountains.

Figure 10. LANL plot, 1978, 1 year post
La Mesa fire

Figure 11. LANL plot, 1985, 8 years post
La Mesa fire. Not the downed fuels.

- I-.I I'I
La Mesa fire.
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Figure 12. LANL plot, 1998, 21 years post
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Figure 13. Comparison of litter cover.
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Figure 14. LANL plot, 1998, note the
downed logs still evident 21 years post fire

Figure 15. Escobas Mesa at intersection of
the Escobas Mesa road with upper crossing
trail. This photo illustrates the reduction of

downed logs from the La Mesa Fire by the

June prescribed fire.

Figure 16 (a, b). Aspensprouts in OSO fire
area, Santa Clara Canyon, August 1988,
approximately 2 months post fire.

Figure 17. Aspensprouts in La Mesa fire
area, 2 months post fire.

Environment

Figure 18. (a) Aspen sprouts in 1978 in La
Mesa fire area 2 months post-fire.

(b) Aspen sprouts in 1985 in La Mesa fire
area 2 months post-fire.

Data Analysis

For this progress report we have
primarily used comparative photographs
to illustrate the succession in tweverely
burned plots over the past 21 years.

We have prepared data tables that
present the total cover of each species for
each of the two plots collected in 1978,
1985, 1992, and 1998 (Tables 2 and 3).
Various analyses are being conducted on
these and the other 15 plots established in
Bandelier and LANL after the La Mesa
fire and will be presented in a Los
Alamos publication.

At this time, some general observa-
tions can be noted from the data collected
on these two plots. First using the
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Table 2. Comparison of Percent Cover of Species through Time in Burnt Mesa 3 Plot

Species Name 1977 1978 1985 1992 1998 Species Name 1977 1978 1985 1992 1998
Grass and Graminoides Forbs (cont.)
Pascopyrum smithii <1l <1 1 Liatris punctata <1
Elymus trachycauly spp. trachycaulus 5 137 2 Linanthus nuttallil spp.tenuilobus <l <1
Andropogon gerardii <1 Lithospermun multiflorum <1
Schizachyrium scoparium spp.scoparium 5 2 Lotus wrightii <1 <1 <1
Aristida purpurea var. longiseb <1 Lupinus spp. <1
Bouteloua gracilis <l <1 <1 <1 Lupinus caudatus spp argophyllus 2
Blepharoneuron tricholepis <1 Mentzelia multiflora var. multiflora <1
Bromus spp. Mirabilis multiflora <1
Bromus rubens <1 Oenothera spp. <1
Bromus tectorum <1 Mirabilis lineraris <1
Carex spp. <1 <1 Physalis subulata var. neomexicana <1l
Festuca ovina 1 53 8 <1 Rosa woodsii <1
Koeleria macrantha <1 Thelesperma filifolium var. filifolium <1
Mubhlenbergia montana <1 1.7 5 1 Tragopogon spp. <1
Mubhlenbergia wrightii <1 13 3 1 Tragopogon dubius <1
Poa spp. <1 Verbascum thapsum <l <1 <1
Vulpia octoflora var octoflora <1 <1 Total Forb Cover % 4 15 15 14 6.7
Total Grass Cover % 0 66 227 234 56 Shrubs
Quercus spp. <1 8 10

Forbs Robinia neomexicana 13
Achillea millefolium var. occidentalis <1 Total Foliar Cover % 4 8.1 243 328 353
Allium cernuum var. obtusum <1 <1 Bare Soil 32.87 45.70
Antennaria parvifolia <l <1 Rock 1.35
Artemisia carruthii <1 Litter 32.98 19.6
Artemisia dracunculus <1 TOTAL COVER 100 100
Bahia dissecta <1 <1 <1 <1
Ceanothus fendleri <1 <1
Chenopodium album <1 photographic record and data analysis, we have observed that
Chenopodium fremontii the prescribed burn done in Bandelier succeeded in reducing the
Chenopdium graveolens fuel loads caused by the numbers of down trees. This, however,
Cirsium undulatum <1 1 is not the case in _LANL. The down fuels are ;till ex_tensive and
Commelina dianthifolia 1 may represent a_flre haz_ard. iny one species, _Wlld chrysan-
Conyza canadensis <1 themum Bahia dissecth is consistently found Wlthln both
ConvolvulLs arvensis <1 pI_ot; for all years sampled_. Th_e s_eeded species were not found

) ) . within the LANL plot but did exist in the Burnt Mesa plot.
Cryptantha cinerea var jamesii <l <1 .

_ ) Sheep fescue, a seeded species, was found four years out of four
Cystopteris fragilis <1 years with the peak cover being in 1992 before the prescribed
Erocameria spp. nauseosus burn. A dominant early successional species appears to be the
Erigeron spp. <1 fetid goosefootChenopodium graveolahs these severely
Erigeron divergens <1 <1 burned sites. This goosefoot disappears as a component in the
Erigeron flagellaris <1 understory within one to two years post-fire.

Erysimun capitatum <1
Euphorbia spp. <1 Conclusions
gzr;:s:zz::;iﬂ!:::a sppserpylifolia< 1 <1 <1 :i Cor_lsiderable information has been gathe_red over the past 21

_ o years in a total of 15 permanent plots established in 1977 after
Helianthus petiolaris <1 . .

_ the La Mesa fireProgress has been made in the photo

Heterotheca var. villosa <t <1 interpretation of two of the 15 plots, and some analysis of
Hymenoxys richardsonii var. floribunda <1 quantitative data has begun for each of the plots.
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Table 3. Comparison of Percent Cover of Species through Time in the LANL plot

Species Name 1978 1985 1993 1999 Species Name 1978 1985 1993 1999
Grass and Graminoides Forbs cont.

Agropyron desertorum <1 1?;’52?)?;0'?1 Zﬁgijpsa <1 c1<1
Aristida divaricata <1 Vicia americana spp. americana <1

Blepharoneuron tricholepis <1 Verbascum thapsum <1 <1 <1
Bouteloua gracilis <l <1 Total Forb Cover % 25 13 89 16
Bromus tectorum <1

Elymus elymoidas spp. elymoidas <1 <1 Shrubs

Elymus trachycaulum spp. trachycaulum 3 16 Juniperus monosperma <1
Festuca ovina <1 Quercus spp.

Muhlenbergia montana <1 4 7 Ribes cereum <1

Muhlenbergia wrightii <1 Robinia neomexicana <1 <1
Pascoppyrum smithii <1 4 Total Foliar Cover % 6.2 179 17 25.3
Poa spp. Bare soll 14.0 137
Sporobolus cryptandrus <1 Litter 69.0 61.0
Total Grass Cover % 3.7 16.5 8 7.1 TOTAL COVER 100 100
Forbs

Artemisia spp. <1

Artemisia carruthii <1 1 2 References

Artemisia dracunculus <1 3

Aster <1 Foxx, Teralene S. and L. D. Potter, “Fire Ecology at
Bahia dissecta <1 <1 <1 <1 Bandelier National Monument,” PX 7029-6-0769, PX 7029-7-
Chenopodium album <1 0692 (1978).

Chenopdium graveolens <1 <1 Foxx, Teralene S., “Vegetation Succession after the La Mesa
Chrsopsis fovoisa <1 1 3 Fire at Bandelier National Monument. Fire Effects in South-
Cirsium undulatum <1 2 3 western Forests,” Proceeding of La Mesa Fire Symposium,
Conyza canadensis <1 General Technical Report RM-6TR-286.

Cryptantha cinerca var. jamesii <1 Hitchcock, A. S.Manual of Grasses of the United States
Ericameria nauseosus spp. nauseosus < 1 (Dover Publication, N.Y. 2 vol., 1950).

Erigeron divergens <1 <1

Erigeron flagellaris <1 F_oxx, T. S. and L. D Potter, “Fi_re Ecology_at Bandelier
Gutierrezia sarothrae <1 <1 National Monument,” La Mesa Fire Symposium, Los Alamos,
Hymenoxys richardsonii var. floribunda <1 <1 <1 NM, October 6 and 7, 1981.

Kochia scoparia <1

Koeleria cristata <1 1 <1

Linum spp. <1

Lotus wrightii <1 <1

Lupinus caudatus spp. argophyllus <1

Lupinus kingii <1

Lycurus phleoides <1

Melilotus officinalis <1

Plantago patagonica <1

Polygonum aviculare <1

Salsola kali 1

Senecio bigelovi var bigelovi <1

Senecio multibatus <1

Sonchus asper <1

Taraxacum officinale <1

Thelesperma filifolium var. filifolium <1
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Health Physics

Detection and Internal Dosimetry of Insoluble Metal Tritides

Proton Recoil Scintillator Los Alamos Neutron Dose Meter (PRESCILA)

Determining and Monitoring the Inhalable Fraction of Plutonium Aerosols

in an Accident

Characterization of Photon Radiation Fields in a Los Alamos National

Laboratory (LANL) Plutonium Facility

Implications of Room Ventilation and Containment Design to Minimize
Worker Exposure to Plutonium Aerosols

Since ESH Division initiated the
TDEA program in 1995, it has supported
ten health physics projects.

Studies to date
FY95

Optimization of Placement of Workplace
Continuous Air Monitoring (CAM)
Instrumentation

High-Energy Neutron Dosimetry
FY96

Applications of Thermal lonization Mass
Spectrometry (TIMS) to the Detection of
%Py and®**Pu Intakes

High-Energy Neutron Dosimetry and
Spectroscopy

Development and Implementation of the
Los Alamos National Laboratory (LANL)
Neutron Extremity Dosimeter

Optimization of Continuous Air Monitor-
ing (CAM) Instrument Placement

FY97

Applications of Thermal lonization Mass
Spectrometry (TIMS) to the Detection of
Pu-239 and Pu-240 Intakes

High-Energy Neutron Dosimetry and
Spectroscopy

Development and Implementation of the
Los Alamos National Laboratory (LANL)
Neutron Extremity Dosimeter

Optimization of Continuous Air Monitor-
ing (CAM) Instrument Placement

Resuspension éFPu from Surfaces

Summary of progress

The investigators for 10 health physics
projects funded by TDEA have generated
55 papers and presentations since the
program began in FY95. Many of the
longer term projects were completed in
FY97 and a new set of projects were
funded in FY98, some based on results
from previous TDEA-funded studies. For
example, the room ventilation study was
based on the CAM placement model
development, and the neutron extremity
dosimeter work was based on the earlier
high-energy neutron projects.

Based on the information obtained
from theCAM project, principal investi-
gators have

e recommended that facility managers
implement upgrades to the current CAM
placement configurations;

« provided study results to project
management;

« provided a design model for a study on
minimizing worker exposure to plutonium
aerosols. (This project addresses ventila-
tion configurations in glove-box facilities
and methods for changing ventilation
patterns to reduce the potential for
exposure to internal radioactivity.);

« produced information that could be
applied directly to glove-box rooms in
TA-55, PF-4;

» completed a study of photon fields in a
LANL plutonium glove-box setting.

(continued)



As a result of the project that charac-
terized plutonium facility photon radia-
tion by documenting exposure rates at
various locations in the workplace,

Health Physics

detection of internal doses at or below
100 mrem—impossible fé#**Pu
detection in urine samples using tradi-
tional analytical methods.) Two projects

investigators recommended methods that started in FY98 have produced results

would allow a reduction of external
exposure to plutonium glove-box
workers.

Information from the high-energy
neutron dosimetry and spectroscopy
project resulted in the following:

 development of the LANL neutron
extremity dosimeter, which was initiated
in FY96 and completed in FY97

« use of the new dosimeter in FY99.

The new extremity dosimeter has
replaced the previously used finger-ring
dosimeters for all workers requiring
extremity monitoring at LANL. The new
design, in addition to upgrading the

that will help in the process to evaluate
radiation worker exposure to internal
radioactivity: one determines and
monitors the inhalable fraction of
aerosols that result from an accident; the
second detects insoluble metal tritides.

Principle investigators applied
information from previous high-energy
neutron dosimetry studies to tReoton
Recoil Scintillator Los Alamos Neutron
Dose Meter (PRESCILAYoject They
developed a light and easy-to-use
detector with better sensitivity than that
of previously used instruments that
measure energy deposited by neutron
interactions. The commercial radiation

neutron monitoring capability, provided a detection instrument industry is showing

dosimeter that was more comfortable to
use in the workplace.)

The methods and procedures devel-
oped by a study to apply TIMS to
detection of plutonium intakes has been
implemented by the LANL internal
dosimetry program making possible
regulatory compliance for plutonium
detection. (Federal regulations require

interest in this device.
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Detection and Internal Dosimetry of Insoluble Metal Tritides

Investigators: W. C. T. Inkret, M. E. Schillaci, G. Miller, Radiation Protection Services Group (ESH-12); D. W. Efurd, Nuclear and
Radiochemistry Group (CST-11); J. A. Musgrave, Environmental Systems and Waste Characterization Group (CST-7); Y. S. Cheng,
Lovelace Respiratory Research Institute, Albuquerque; and J. R. Wermer, Tritium Science and Engineering Group (ESA-TSE)

Funding: FY98, $99K; FY99, $26K

Introduction

When tritium in the oxide form (HTO)
is taken into the lungs, it is quickly
distributed throughout the water-bearing

cells of the body. The biological distribur

tion of HTO in body water is nearly
uniform within several hours of inhala-
tion, ingestion, or skin absorption (Pinsg
and Langham 1957, Osborne 1966). In
addition to the physical decay By
emission with a half-life of 12.35 years,
tritium leaves the body as HTO via
transpiration, exhalation, and urination
with a biological half-life of about ten
days. The committed effective dose
equivalent (CEDE) is determined by
integrating the total number of decays
over 50 years, multiplying by the energy
absorbed per decay (~6—keV average),
and dividing by the total body soft-tissug
mass (~63—kg average). The biokinetic
behavior of tritium retention in body
water is adequately described by a sing
exponential function:

- At
C.=Ce
where,

C,= the concentration of tritium in
body water at timé,

C,= the concentration of tritium in

body water at time zero,

= the elimination rate constarih 2 /
T,), and

T, = the effective retention half-time

in the body.

When an individual is exposed to
elemental tritium gas, the lung is directly
irradiated by beta particles originating
from the decay of the tritium gas in the
lungs. Radiation dose to the rest of the
body is from absorption of tritiated wate
generated by oxidation of tritium gas in
the lungs and skin absorption of tritium

that has been oxidized in the environ-
ment. The tritium gas dose component i
delivered concurrently or within an hour
after exposure.

When metal tritide particles are
inhaled, they may be deposited in the
pulmonary regions of the lungs. The

n tritium will dissolve at the particle
surface and distribute throughout the
body as HTO at a rate proportional to the
solubility and mechanical clearance of
the metal tritide particles. For metal
tritides that are poorly soluble, the
residence time in the lungs can be
considerably longer than the biological
half-time normally associated with HTO.,
In these cases, the effective dose in-
creases due to the increased dose com
nent from the long-term irradiation of the

, lungs by low-energf-particles and
bremsstrahlung x-rays. In cases where
insoluble metal tritides are inhaled,

|e Values of effective dose equivalent and

lung dose equivalent will be underesti-
mated if urine bioassay data are inter-
preted assuming the intake is in the oxid
form. This underestimate is due to the
delay in release of tritium from the lungs.

Los Alamos National Laboratory
(LANL) has initiated several programs
that will require the handling of signifi-
cant quantities of metal tritides. These
materials will include the hydrides of
hafnium, titanium, zirconium, and other
metals associated with accelerator targe
and weapons components. We initiated
this project to measure the biological
dissolution rate and particle-size distriby
tion of hafnium tritide samples and apply
those results to tritium dosimetry models.
The dissolution rate is a major parameter
determining a particle’s retention,
¢ distribution, and clearance from the lung
and therefore, is essential for dosimetric
modeling of the inhaled particle

O
o

e

ts

Methods

We analyzed samples of hafnium
tritide to provide a biologically based
particle dissolution rate parameter to be
used in dose assessment models. The
particle sample was sandwiched in filters
and placed in a flask with a lung simulant
fluid. The system was maintained at® 37
C. At predetermined sampling times, the
fluid and air in the flask were sampled
and counted for the presence of tritiated
water and tritium, which is assumed to
account for all tritium dissolved in the
lung simulant fluid (Cheng et al. 1977).

Hafnium hydride (HfH) and hafnium
dihydride (HfH,) samples were analyzed
for particle-size distribution. The HfH
samples were mounted on carbon-coated,
double-sided tape. The tape adheres the
particles to a substrate and provides a
conductive surface to dissipate the
specimen current. For this particular
experiment, the particles were not carbon
coated. The uncoated samples were
introduced into a Tracor-Northern
ADEM scanning electron microscope. An
initial x-ray emission analysis was
performed on each sample to confirm that
the material was primarily composed of
hafnium. The samples were then scanned
at an average working distance of 19 mm
and an acceleration voltage of 15 kV.

We evaluated current internal dosim-
etry models (International Commission
on Radiation Protection [ICRP] Publica-
tion 30 and ICRP Publication 66) for
suitability of application to insoluble
forms of tritium. Current lung model
algorithms (ICRP Publication 30 and
ICRP Publication 66) were evaluated for
use with a long-term lung component.
Estimates of urine excretion rates as a
function of pulmonary half-times were
made.
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Results
Particle Solubility Studies

Figure 1 contains a plot of the
measured fraction of tritium retained in
hafnium tritide complex in a simulated
lung fluid. The data indicate a dissolutiorn
rate of 1.3 x 10 day* and a correspond-
ing biological half-time in the lungs of
1.1 x 10 days. The results showed a
remarkable break at about 40 days, after
which the dissolution rate appears to ha
returned to the same slope.

Scanning Electron Microscopy of HfH
Particles

We used scanning electron micros-
copy to study HfH and HFJparticles.
The purpose of this study was to deter-
mine the morphology and size distribu-
tion of the particles. Parameters used to
determine particle-size distribution were
aspect ratio, maximum projection, and
minimum projection.

Figure 2 is a histogram of the number
of observed particles as a function of

aspect ratio. Aspect ratio is the maximum

projection divided by the minimum
projection, where maximum projection is
determined by finding the vertices of the
convex perimeter and then searching
these vertices for the pair farthest apart.
An aspect ratio of 1 indicates a particle
that is tending towards a spherical
geometry, whereas particles with aspect

ratios greater than 1 approach a rectangu-

lar form. Particles with aspect ratios

between 3 and 6 are prismatic to acicular 0

(needle-like) in crystal habit.

Six-hundred to seven-hundred
particles were counted in each of the
samples to determine size distribution in
each sample. Examination of the histo-
grams for the aspect ratio of both sample
indicates the majority of the particles
have an equant to slightly elongate
crystal form, i.e., aspect ratio of 1 to 2.
Both samples have smaller populations
prismatic crystal habits.

D

Figure 3 contains a histogram of the
number of observed particles as a
function of maximum projection length.
Results for both the hydride and
dihydride samples with maximum and
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Hafnium tritide
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Figure 1. Measured fractional retention data for ~1um, AMAD, hafnium tritide particles in
simulated lung fluid. The fitted line is a simple exponential function with a dissolution rate
of 1.3 x 10-5 day-1, and an associated biological half-time in the lungs of 1.1 x 105 days.
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Figure 2. Frequency histogram of aspect ratio for the HfH particles pictured in Figure 4. The

histogram illustrates the majority of HfH particles have an aspect ratio between 1 and 2.

An

aspect ratio of 1 is indicative of a spherical or cubic particle.

S

minimum projections plotted indicated
the majority of particles are less than 15

of um with the greatest number of particleg

between 2um and 1Qum.

Figures 4 and 5 contain scanning
electron photomicrographs of the two

materials. These photomicrographs show .
, smaller particles.

that the particles are covered by a “dust
of smaller particles. It was impossible to

determine a size distribution for these
particles because they lie on the surface
of the larger particles, and the particle-
sizing program cannot distinguish these
small particles. A possible solution to this
problem might be to sonicate the samples
to try to dislodge and disperse these
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1 1 1 Tr 1 1 T [ T T T T T T T T Application of Measured Particle Size
160 B and Solubility to Biokinetic and
L — Dosimetry Models

140 |~ 7 Mathematical description of the problem
n 120 N If the tritum were in the oxide form
% = - only, the effective dose would be given
§_ 100 [— — by the expression
G i - D = (NE/M)A/A[1- exd-A)],
g O - o
g = whereN; is the initial number of
3 n tritium atoms taken into the bodg,is

1.83x10d. The effective rate constant,
is given by the sum of physical and
biological rate constants

— the energy emitted per decay (~6 keV =
_ 9.61x1C ergs) M is the total body soft-
‘ B tissue mass (~6.3x4d), T = 50y =
[

60
40
20
0 m | o |e= | ] | ] [ |
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ESH 99-017

Maximum projection length (um) A=A+ A
where the physical rate constant is

Figure 3. Frequency histogram of the maximum projection length for the HfH particles
pictures in Figure 4. The histogram indicates that the most probable particle size is in the )5 = In2/t1/2
range of 2 um to 5 um.

=In2/(12.35 y x 365.25 dly)

=1.54x16d*

and the biological rate constant is
A =1In2/10d = 6.93x16d".

Inserting these values, converting to
rads (1 rad = 100 ergs/g), and using a
quality factor, Q = 1, to convert to rems,
we obtain the CEDE dose

D, o = 3.38x10°N, rem.

For the metal tritide, we assume that
the particles are lodged in the lungs, and
tritium dissolves from the surface of
these particles with some rate constant,
and is distributed quickly throughout the

Figure 4. Backscattered electron Figure 5. Backscattered electron body as HTO. For the component

photomicrograph of HfH, particles at a photomicrograph of HfH, particles at a remaining within the lungs, we assume

magpnification of 456X, working distance of magnification of 523X, working distance of that tritium decays irradiate the lungs

19.3 mm, electron acceleration voltages of 19.4 mm, electron acceleration voltage of uniformly (which is not strictly true). For

15 kV, and a specimen current of 47.2 pA. 15 kV, and a specimen current of 29.4 pA. the component distributed throughout the

The apparent aspect ratio of the smaller Note the apparent coating of smaller body as HTO, we must apply the biologi-

particles, <5 um, is on the order of 1 to 2. particles on the larger particles and the | rat t

The larger particles display a large variation remarkable angularity in particle cal rate constand,

in aspect ratio. geometries. The apparent aspect ratio of The CEDE dose has two components:
the smaller particles, 5 um, is on the order (a) the dose to the lungs resulting from

of 1 to 2. The larger particles display a large

S : the decay of tritium in the metal tritide
variation in aspect ratio.

form; and (b) the whole-body dose
resulting from the decay of dissolved
tritium in the oxide form, HTO, which is
distributed throughout the body.
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(a) The lung dose over 50 years is
given by

Dyg = NEM(/AHN)IL - exd-(r)T)],

wherem s the mass of the lungs ¢4,

and we assume that the entire energy of
decay is deposited uniformly in the lung
tissue. The contribution of this lung dose
to the whole-body dose (CEDE) is given

by
D,,=0.12D
where 0.12 is the organ weighting factor

for converting lung dose to whole-body
effective dose.

lung’

If the limit of r equals zero (i.e., zero
dissolution rate), all of the dose is due tq
the metal tritide form and is deposited in
the lungs. In this limit, the whole-body
dose (CEDE) is given by

D, (r-0) = 1.8x10"“N, rem.

(b) The number of tritium atombi(t),
distributed throughout the body as HTO
is given as a solution to the equation:

-dN/dt = AN(t) - N, (1),
WhereNlung(t) = Noexq-()yr)t).

The number of decays from HTO
occurring throughout the body in atime T
is given by

Nyeead T = No(rA/(3-1)
{[1 - exg-Q+)TY(AH) - [1 - exp-AT))/
A

The CEDE from HTO distributed
throughout the body is then given by

Diro = NEM)IA())
{[1 - exp-AH+)TYA+) - [1 - ex-A))/
A

For a small dissolution rate constant,
r, on the order of 1®@i! or less, practi-
cally all of the CEDE results from tritium
decays from the metal tritide particles
within the lungs. This dose is about 300(
times that expected if all of the tritium
were distributed throughout the body as
HTO. On the other hand, for large
dissolution rate constant, on the order
of 10 d*, practically all of the CEDE
results from tritium decays from HTO
distributed throughout the body, i.e., the

dose is essentially that expected assuming

the tritium is taken into the body as HTO.,

30

Realistically, the factor of 3000 given
in the preceding paragraph must be
considered an upper limit because of the
following considerations:

« mechanical clearance by mucociliary
action of metal tritide particles from the
lungs reduces the lung dose;

for several pulmonary retention half-
times. For comparison, the annual limit
on intake (ALI) for HTO is 81 mCi and
the derived air concentration (DAC) is 22
Ci/pa. It is important to note that the
pulmonary deposition fraction is 0.25 for
a 14m AMAD particle and 0.05 for a 5-
um AMAD particle. The values in Tables

* not all of the decay energy is deposited 1 and 2 are based on the assumption that
in the lungs, as assumed, because some ig|| beta energy and converted

self-absorbed within the metal tritide
particles themselves;

« if the metal tritide particles are not
completely insoluble, any solubility will
decrease the effective dose.

Both of these mitigating considerations
are strongly dependent on particle size.

Application of results to secondary limits.

Tables 1 and 2 contain estimated
annual limits on intake, derived air
concentrations, and surface contamina-
tion bioassay action levels for inhalation
of 14um AMAD and 5um AMAD,
polydispersed aerosols of hafnium tritide

bremsstrahlung energy generated by the
decay of tritium in the hafnium tritide
particle matrix are deposited in 1000 g of
lung tissue. The effective ALI is the sum
of the dose delivered to soft tissue in the
body from HTO with a 10-day half-time
after transfer from the pulmonary
compartment and the weighted lung dose
(0.12) from the deposited metal tritide at
the indicated pulmonary half time. The
surface contamination action level is
based on an 8-hour exposure period of
light activity, 144m AMAD material, a
hafnium self-absorption factor of 5, and a
resuspension factor of 2@n* (Brunskill

Table 1. Estimated ALls, DACs, and initial estimates of surface contamination bioassay
action levels for inhalation for a 1-um AMAD, polydispersed aerosol of hafnium tritide for

several pulmonary retention half times.

Biological half time in ALl DAC Surface contamination bioassay action
pulmonary region (days) (mCi) (MCi/m?3) level, 8-h exposure (10°dpm/100 cm?)

50 7.4 2.9 600

100 3.8 1.5 300

500 0.8 0.3 70

1000 0.5 0.2 40

5000 0.2 0.1 10

10000 0.1 0.05 10

Table 2. Estimated ALls, DACs, and initial estimates of surface contamination bioassay
action levels for inhalation for a 5-um AMAD, polydispersed aerosol of hafnium tritide for

several pulmonary retention half times.

Biological half time in ALl DAC Surface contamination bioassay action
pulmonary region (days) (mCi) (uCi/m3) level, 8-h exposure (10°dpm/100 cm?)

50 46 19 4000

100 24 9.5 2000

500 5.2 21 400

1000 29 1.1 200

5000 0.99 0.39 80

10000 0.76 0.31 60
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T \\HH‘ T \\HH‘ T \\HH‘ T \\HH‘ T \\HH‘ T \\HH‘ T \\HH‘ T T TTTTTT Publlcatlon 66 model WaS evaluated Vla
the commercial computer code LUDEP
(Jarvis 1997).

The ICRP Publication 66 model was
initially evaluated for inhalation, deposi-
tion, and excretion of HTO. This exercise

1000

100

ié/ 10 was done to compare results with the
= i i established results of the ICRP Publica-
< 1L 2 tion 30 model. In the case of HTO
g ] inhalation, which is rapidly distributed
- . throughout the body from the lungs, it
0.1 ER was expected that the results would be
§ BES model independent. The LUDEP applica-
0,00 e v e v e e tion defaults resulted in a very “stiff”

0.01 01 1 10 100 1000 10000 100000 1000000 | Compartmentset. Changes in the ICRP
Publication 66 model default parameters

(e.g., changing the blood to urine half
time from 1@ d to 0.2 d) provided a
more realistic response. Given the
complexity of the ICRP Publication 66
model and the LUDEP application, there

Half-time in pulmonary region (days)

Figure 6. Estimated annual limit on intake for a 1-um AMAD polydispersed aerosol of
hafnium tritide as a function of biological half time in the lungs.

1964). Figure 6 contains a plot of the Applications to dose assessment. were some concerns about other default
estlmgted annual I!mlt on intake for_ Evaluation of ICRP Publication 30 parameters and associated cqmputatlonal
effective dose equivalent as a function of artifacts. A second problem with the

(1979) and ICRP Publication 66 (1994)
lung models were performed. The ICRP
Figure 7, shows the expected tritium | Publication 30 lung model is simpler,
concentration in urine 2 hours (top) and |7 both conceptually and mathematically. A

pulmonary half time. LUDEP code is its inability to handle
more than one acute intake. These results
were reported to the authors of the

LUDEP code and corrections are

days (bottom) after an intake of guin LANL computer algorithm (Miller et al. underway. All results discussed in this
AMAD, polydispersed aerosol of 1993, 1995, 1996, 1997, 1998) and a Y- :
. - . . report are based on the simpler ICRP
hafnium tritide, corresponding to 100- commercial code CINDY (Strenge et al. Publication 30 lung model
mrem CEDE and 5-rem committed lung| 1992), both based on ICRP Publication 9 '
dose equivalent, as a function of the 30 lung model concepts, were used to The LANL-developed internal
biological half time in the lungs. Note the establish urine excretion rates as a dosimetry code was used to evaluate
line indicating the detection capability of| function of particle solubility in the urine excretion data from exposures to
intakes by urine bioassay. pulmonary region of the lung. The ICRP
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Figure 7. Expected tritium concentration in urine two hours (left) and seven days (right) after an intake of a 1-um AMAD monodisperse
aerosol of hafnium tritide. Note the horizontal line indicating the detection capability of intakes by urine bioassay.
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Figure 8. Bayes expectation fit to tritium urine concentration data using a library of ICRP
Publication 30 biokinetic response functions. The biokinetic response function library also
contains the response functions for metal tritides.

HTO. Figure 8 contains an example of a
fit to excretion data. The fit is based on
minimizing x? by varying particle size,
time of intake, lung solubility, and
systemic retention rates. A library of
parameter-specific biokinetic response
functions has been generated for HTO
and MT.
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Discussion

Dissolution measurement results fron
LRRI indicate that hafnium titrideas a
significantly lower dissolution rate in
lung fluids than rates measured for
zirconium tritide and titanium tritide.
Results at this time indicate a biological
half-time in the pulmonary region on the
order of 108to 10 days. The dominant
biological half time in lung tissue for a

N

1-um AMAD particle of titanium tritide

is on the order of 30 day€heng et al.
1997). Current dose estimates assume all
of the decay energy is deposited in the
lungs. This assumption is strongly
dependent on the particle size. Figure 7
contains an interesting result. As the
biological retention time in the pulmo-
nary region increases, the ability to detect
a 100-mrem intake decreases at times
close to the time of intake. Based on the
initial information regarding particle size
and solubility, it appears that the ALI and
DAC for hafnium tritidewill be at least a
factor of 100 lower than the correspond-
ing values currently used for tritium

oxide.

The project produced a number of useful
results including the following:

e contamination action levels have been
calculated for hafnium tritide materials,

» a reasonable biokinetic model is
complete,

* bioassay response function estimates
are complete and may be used as a
technical basis for routine and special
monitoring frequencies,

* basic biokinetic response functions have
been developed and benchmarked, dose
coefficients for IJum AMAD and 5um
AMAD hafnium tritide materials have
been estimated, and

» associated committed organ dose and
committed effective dose models have
been developed and benchmarked.

Use of the scanning electron micro-
scope in conjunction with workplace
monitoring instrumentation provides the
ability to detect hafnium captured on air
filters. These results make it possible for
LANL to monitor the workplace for
releases of hafnium tritide, and monitor
workers exposed to metal tritide materials.
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Proton Recoil Scintillator Los Alamos Neutron Dose Meter (PRESCILA)

Principal investigator: Richard H. Olsher, Health Physics Measurements Group (ESH-4)
Co-Investigators: Shawna L. Eisele, Christopher W. Bjork, David T. Seagraves, William A. Martinez (ESH-4)

Funding: FY98, $15K

Introduction

Neutron meters currently used at Los
Alamos National Laboratory (LANL) and
elsewhere are based on 1960s technolo
that relies on a large neutron-moderator
assembly surrounding a thermal detecto
to achieve an accurate dose response.
Typically, a BF3 gas-filled detector tube
is positioned in the center of a heavy (i.e.
20 pounds) polyethylene moderator. The
only commercial exception is the HPI Ing
Model Rem 500, an instrument that
weighs five pounds, but is severely
limited in sensitivity (only eight counts
per minute per mrem/h), offers no therm
response, and is very expensive ($6K).

g
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In general, current dose meters are n
only heavy and bulky, but have a poor
high-energy response above 10 MeV,
which makes them unsuitable for applica
tions at high-energy accelerator facilities

(e.g., Los Alamos Neutron Science Center

[LANSCE]). Other disadvantages are
high cost (as much as $6K) and poor
ergonomics for field surveys.

Our goal was to develop a practical
proton recoil scintillator (PRESCILA) of
low weight (three pounds) with good
sensitivity and gamma rejection and
enhanced high-energy response.
PRESCILA offers the potential of
replacing thousands of neutron rem
meters in field applications around the
world with a lightweight and more
accurate design.

Benefits

LANL’s Radiation Protection Group
(ESH-1) has requested a lightweight
alternative to the standard rem meter to
facilitate field surveys. The weight of the
PRESCILA detector is three pounds
versus the 20 pounds of a standard rem
meter.

34

The cost of maintenance of the current
inventory is driven by the need to
periodically replace the BF3 detector tul]
$300 each). Over the life of the inven-
tory (130 rem meters), these costs are
estimated to be $60K. Maintenance cos
for PRESCILA should be about 50%
lower for a savings of $30K.

e

S

The poor energy response at high-
neutron energies limits the ability of a

standard rem meter to accurately measu éa

=

dose around accelerator facilities such g
LANSCE. Standard rem meters with a
pure polyethylene moderator seriously
underestimate (by up to a factor of 10)
neutron dose around accelerator facilitie
Two recent designs use lead and tungst
inserts to improve the high-energy
response but at a serious weight penalty
pushing the moderator assembly to weigh
as high as 60 pounds.

S

S.

As PRESCILA-type rem meters are
accepted throughout the Department of
Energy complex, cost savings and
improved performance will be realized
within every radiation protection program
where neutron exposure is present.
Patenting this detector will mean the
possibility of royalty income to the
Laboratory through licensing agreement
with instrument vendors.

S

Methods and objectives

During FY98, the investigators
pursued several lines of research with th
following objectives:

e

« Lightweight probe design

» Good neutron sensitivity (minimum of
20 cpm/mrem/h in Cf-252 fields)

» Extended high-energy response

» Gamma rejection in fields up to 100
mR/h

* Use of off-the-shelf components

One line of research evaluated the use
of large-area-air-proportional detectors
together withtB-loaded (5% by weight)
polyethylene radiators. This research was
conducted in collaboration with Ludlum
Measurements, Inc. Ludlum fabricated a
dual-window large-area detector (180
cn? per side) that allowed the addition of
a borated radiator over each window. The
measured neutron sensitivity for this
robe was 11 cpm/mrem/h with good

gamma rejection.

The best results, however, were
obtained using a probe design incorporat-
ing a dual scintillator and a photomulti-
plier (PM) tube. A conceptual diagram of

erthe latest prototype is shown in Figure 1.

Borated Polyethylene

¥ ¥ I'4 u
T /
" N
Thin L L Zinc
plastic PM Sulfide (Ag)
scintillator coating

tube

ESH 98-453

Figure 1. Conceptual diagram of latest
prototype.

The physics of the detector are as follows:

* Fast neutrons generate recoil protons in
the borated polyethelene and plastic
scintillator.

* The recoil protons produce light pulses
in the dual-scintillator plate as they pass
through the zinc sulfide (ZnS) coating as
well as the plastic scintillator material.
These plates are available as stock items
from several vendors—including Bicron
and Eberline—as they are commonly



used in dual alpha-/beta-surface contami-

nation probes. Each plate is sufficiently
thick (0.25 mm) to stop the recoil protons

» The PM tube converts the light pulses
voltage pulses, which are then counted
an external counter.

e Thermal and epithermal neutrons
produce alpha particles via the o)
capturereaction in'B. The alpha
particles interact with the ZnS and
produce light pulses.

The elastic-scattering cross section irj
hydrogen decreases slowly with increasr
ing energy above 2.5 keV, when the n-p
scattering cross section in barns is given
approximately by 4.5Effwhere En is in
MeV. However, the number of radiated
protons tends to remain constant with
increasing energy due to the following
two factors:

» The effective depth from which protons

leave the surface of the radiator increases

with energy.

 The scattering on protons becomes
forward directed above 10 MeV. For
example, at 100 MeV, most of the

protons are produced at energies between

90 MeV and 100 MeV. In contrast, below
10 MeV, scattering on hydrogen is
isotropic in the center of mass system,

which means that there is equal probabil- Stop the radiated alpha particles, but thin

ity of producing a proton at any energy
up to the neutron energy, En. Figure 2

shows the expected spectrum under theses @ polycrystalline powder and is

conditions, which is rectangular with an
average proton energy of En/2.

Any proton recoil with an energy
below about 0.1 MeV cannot be effec-
tively discriminated from gamma pulses
In a mixed neuron/gamma field, many
proton pulses will be indistinguishable
from those produced by secondary
electrons. Therefore, to maximize the
neutron to gamma signal ratio, we chose
the thinnest possible plastic scintillator
plate (Figure 3). Minimum plate thick-
ness obtainable off the shelf is 0.25 mm,
as castings cannot reliably be made any
thinner. This idea takes advantage of the
large difference in range between
electrons and protons in plastic scintilla-
tor material: 3 mm for a 1-MeV electron
versus 0.02 mm for a 1-MeV proton.

Probability

A\ ESH 98-459

Proton energy E,

Figure 2. Energy distribution of recoil
protons produced by monoenergetic
nueutons.

Figure 3. Plastic scintillator plates chosen
for thinness.

Each plate is coated with a layer of
ZnS(Ag) scintillator to a thickness of 6
mg/cnt-8 mg/cn. This is sufficient to

enough not to interfere with light
transmission. ZnS(Ag) is only available

therefore opaque to its own lumines-

Health Physics

(or an equivalent smart portable), it is
possible to define both gamma and
neutron channels on the basis of pulse
height discrimination. The upper dis-
criminator (30 mV) defines the neutron
channel, while the lower discriminator (5
mV) defines a gamma channel in the
range of 5 mV to 30 mV. This allows the
simultaneous measurement of both
gamma and neutron fields—a new
capability in portable radiation protection
instrumentation.

Sensitivity measurements of
PRESCILA operated with the Eberline
E-600 were conducted over the Neutron
Well at SM-40. The results are shown in
Figure 4. As the upper discriminator level
(mV) is lowered, neutron sensitivity
increases well beyond 25 cpm/mrem/h.
However, the cross talk from the gamma
channel increases as well and reduces the
level of gamma rejection. At a setting of
30 mV, gamma discrimination is effec-
tive to 100 mR/hr. The gamma channel
response is adjustable from 5,300 cpm/
mR/hr to 12,300 cpm/mR/hr (for a Cs-
137 field) as the lower discriminator is
adjusted from 5 mV to 3 mV.

The results of a linearity study are
given in Figure 5. Over the neutron dose
rate range from 3 mrem/h to 400 mrem/h
the response deviation is within 10%.

A Lucite light guide has been de-
signed for the next generation
PRESCILA probe. Figure 6 shows a

cence. It becomes unusable at thicknesseschematic drawing for the design. The

greater than about 25 mg/€émny
protons radiated from the borated
polyethylene layer deposit only a small
fraction of their energy in the ZnS(Ag).
Most of these protons are stopped in the
plastic scintillator.

Progress and results

Initial investigations used a probe
design with a single scintillator plate.
However, to increase response sensitiv
ity, we found it necessary to use severa
plates. The final prototype of PRESCILA
uses three dual-scintillator/radiator
assemblies, each 100 tm area. The

light guide is designed to allow mounting
of up to four scintillator plates around a
side-view PM tube with a bi-alkali
photocathode. Because the index of
refraction of Lucite is similar to that of
plastic scintillator material, light transfer
to the PM tube is greatly increased
relative to a plastic-air interface.

Lucite is transparent to light at
wavelengths above about 400 nm. The
emission from Bicron BC-400 plastic
scintillator peaks at a wavelength of 423
nm (sed-igure 7). This peak ensures
minimal attenuation of the light emission
from each scintillator plate. The overall

plates are positioned equidistant from the gain in pulse height of proton recoil

PM tube. When used in conjunction with
the Eberline E-600 hand-held counter

events will allow better gamma rejection
and increased neutron sensitivity.

35



Health Physics

100

60 - N

cpm/mrem/hr
5

0 | | | | |
10 20 30 40 50 60 7

Upper Discriminator (mV)

o

Figure 4. Neutron channel response as a
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Figure 5. Linearity study.
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100 /\

S 80

o

E N

— 60

=

5 / \

()

g 40

8

&) 20 ©

o g

\ §

0 i
400 420 440 460 480 500

Wavelength, nm

Figure 7. Premium plastic scintillators
response to atomic particles.
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Conclusion and deliverables

A final prototype has been constructed
and tested (Figure 8).

The performance of the current
PRESCILA prototype can be summarized
as follows:

« Lightweight probe design (three
pounds),

« Capability for both neutron and gamma
dose measurements,

« Gamma sensitivity of up to 12,300 cpm/
mR/hr (an order of magnitude greater
than that of a typical Geiger-Mueller
detector) which makes micro

R/hr measurements possible, and

< Neutron sensitivity of 25 cpom/mrem/h
(about 50% of neutron response of
Eberline NRD rem meter) with good
gamma rejection to 100 mR/hr.

The performance of this prototype
shows the viability of the PRESCILA
design as a lightweight neutron dose
meter for field applications. The gamma
response capability of PRESCILA makes
it extremely attractive as a commercial
all-in-one dose rate meter. One major
radiation protection instrument vendor
(Eberline Instruments) has already
expressed great interest in commercializ-
ing this technology.

Figures 8. Photo of the final prototype..
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Determining and Monitoring the Inhalable Fraction of Plutonium Aerosols

in an Accident

Principal Investigator: John C. Rodgers, Health Physics Measurements Group (ESH-4)
Co-Investigators: Jeff Whicker, Hongrui Gong, Murray Moore, (ESH-4); Bill Inkret, Radiation Protection Services Group (ESH-12)

Funding: FY98,$62.5K; FY99,$52.5K

Introduction

In Laboratory plutonium facilities
where significant quantities of radioac-
tive materials are handled, both retro-
spective and real-time air monitoring are
often required. Real-time monitoring use
continuous air monitors (CAMSs) such ag
the Alpha Sentry CAM, which with
internal sample flow measurement are
capable of reporting the moment-to-
moment air concentration changes of
plutonium and background radionuclides
Retrospective monitoring involves
collection of continuous air samples fron
strategic locations with fixed air sampler
(FASSs), followed later by laboratory
analysis to detect and evaluate the
average concentration of airborne
radioactive particulates. These samples
are assumed to be representative of the
ambient air at worker locations, although
concentrations are only approximate an
based on an estimate of the volume of g
that would have been sampled during a
suspected release episode, and proximi
to workers that might have been expose

The problem of inclusion of the
effects of point-to-point variation in
concentration on exposure estimates ha
been addressed by installing a large
number of FASs throughout a workroom
Information on spatial variation can also

be helpful in locating the probable release

point. Estimates of concentration alone
do not, however, tell the dosimetrist how
much radioactive material was likely to

have been inhaled by a worker exposed n

an accident. For this, critical input is
needed from bioassay data on that

individual. Excretion of the radionuclides
of concern may be tracked for a conside
able time following an exposure.

However, to apply human metabolisn
and excretion models to the interpretatig
of bioassay data, an assumption must b
made of the probable particle size of the
inhaled radioactive particulate. Until
recently, an apparently conservative
assumption has been made regarding
particle size—one that tends to lead to g
overestimation of the dose. The consery
tive assumption (from ICRP 30, Part I)
has been that the activity median aerody
namic diameter (AMAD) of a typical
accident aerosol isjIm. More recently,

S

D.

radioactive aerosols are most likely to
have AMADs of several micrometers
(Strandling et al. 1987), ICRP has
adopted a new default AMAD for
occupational exposure ofibn (ICRP 66,
1994). Moreover, the new respiratory
model is intended to be realistic rather

N .
than conservative.

il
ir  Arecent survey of the literature on
measured particle-size distributions in th
ty nuclear industry (Dorrian and Bailey
d.1995) indicates median values of
somewhat more thanm (og = 1.4),
although relatively little is known about
accident aerosol distributions specifi-
cally, so the new ICRP default appears
be justified. The implications of a

" particular assumption of particle-size
__distribution for estimates of worker

n

"~ uptake are dramatic. Using the new ICR
66 lung model, for example, if the
AMAD is known or assumed to be 0.4

. um, 47% of the uptake is predicted to be

deposited in the upper airways (anterior

and posterior nose) and about 50% in th
bronchial and alveolar regions. But if the
AMAD is about 5 mmm, the upper
“airway deposition would be about 90% ¢

r

1 the uptake and 10% in the bronchial and

n alveolar regions. These outcomes are

e reflected in predicted committed effective

dose equivalent (CEDE) as well—there is

twice the CEDE from the smaller of these

AMAD distributions for the same

exposure (DAC-hr). If the aerosol

N distribution contains a component of

a-relatively few, very large, but still
inspirable particles or large particles of

- high specific activity, the probability of
atypical uptake of such particles during
brief pre- and post-alarm worker expo-

in recognition by the nuclear industry that sures goes up. The reason for this

atypical uptake is that few such particles
are likely to be available in each tidal
volume. Then, the overestimate of
committed dose based on a high-volume
FAS sample data set can be very much
larger. In such a situation, having data on
particle-size distributions at one or more
locations in the room would make a
significant contribution to dose estimates.

€ Objectives

The overall objective of the proposed
project is to design technologies and
methods that will enable particle-size
distribution information to be readily and

0 inexpensively obtained in any monitored
workroom. Having ready and inexpensive
particle-size information will help
prepare the Laboratory for the anticipated

P implementation of regulatory require-
ments stemming from application of the
new lung model and recommendations of

> ICRP 66. Although many techniques and
devices such as cascade impactors are

e available for particle-size determination,

2 they are costly to install, operate, and
maintain, and so are typically applied

f only to special limited studies.
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Approach

The approach to sampler developmen
has been to design a simple, but effectivi
FAS device incorporating a multistage
size-fractionating-sampling process that
can be readily set up along with ordinary
FAS monitors. The FAS monitors operat
on house vacuum and are easily disas-
sembled for counting and analysis with

existing counting systems and procedures.

The design of the fractionating-filter-
pack monitor (FFPM) is based on
refinements of the 1970s era concept of
sampling with stacked nuclepore filters
but incorporates modern improvements.
After a sample is collected by an array o
sieve-type filters, the radioactivity on
each filter would be determined. Then
based on the known aerosol penetration
response curves for each filter type, the
aerosol size distribution can be math-
ematically reconstructed. The aerosol
collection properties of such an array of
selected filters are being investigated as
project objective. Using computational
fluid dynamics (CFD) modeling and
experimental aerosol tests, we have
developed relationships between pore
sizes, filter separation, and other param-
eter values that will optimize perfor-
mance.

Considerable work has already been
done to develop a new FAS housing tha
uses the same Quick Change Filter (QC
cartridge as the Alpha Sentry CAM, and
incorporates a critical-flow venturi to
establish a fixed flow through the filter
(Parulian et al. 1996). As part of the
design, the same FAS housing has beer
incorporated in the FFPM. The stacked
filter pack can be readily mounted in the
QCEF cartridge. By designing the critical-
flow venturi orifice to produce the
needed design flow at the pressure drop
of the filter pack, we can achieve a highl
repeatable design parameter. The new
FFPM instrument can then be deployed
just as the normal FAS would be, withou
requiring special setups and in-place
calibrations. A photograph of the
prototype FFPM housing, together with g
QCEF cartridge disassembled to illustrate
how filters and filter separators would be
stacked, is shown iRigure 1.
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Quick-ChangeFilter Cartridge (center), shown with

Individual filtersin the pack can be gross-alphacoun
radionuclides by alphaspectroscopy

a

The interpretation of the individual
filter activities is carried out by a
deconvolution process that proceeds frg
knowledge of the filtration efficiency for
particles of a wide range of sizes (a
filtration efficiency response curve) for
each of the filters in the filter pack and &
analysis procedure called “Expectation
Maximization” (Maiher and Laird 1985).
The strategy is one of finding the most
likely particle-size distribution that would
produce the observed distribution of
activity on the several filters. What is
needed then is good data on filtration
efficiency as a function of particle size
and statistically significant filter counts.

i
F)

Studies have been completed of the
potential for CFD modeling of aerosol
flow through filters and the removal
y efficiency as a function of particle size.
The resultant 2-D and 3-D model
predictions of filtration efficiency vs.

t particle diameter show general agreeme
with experimental data for flows in a
typical single-layer nuclepore filter

1 application (Figure 2), but there have
been some discrepancies found in the
case of the woven mesh filter type that
we will continue to study.

n

Figure 1. Fractionating filter-pack monitor prototype: FAS body (left) accepts the Canberra

the capremoved, andanarray offilters

and separators (right) that would be mounted in the cartridge as astacked filter pack.

ted oranalyzed forindividual

Using these types of efficiency data,

we tested of the deconvolution calcula-
mtion based on published plutonium size
distribution data (Elder et al. 1974). First,
we estimated the expected total alpha
activity on each of three or four filters
based on their observed sizes and
converted size data to equivalent activity.
Then, from the total alpha activity of
each filter, we attempted a reconstruction
by deconvolution. The result (Figure 3)
shows generally good agreement. The
procedure is widely used to determine
diffusion diameter of the fine particle
sizes associated with radon progeny
collected on sequences of metal screens
and is expected to provide good results in
this application.

The characteristic filtration efficiency
curves as a function of particle diameter
of individual nuclepore membrane filters,
and the effects of filter loading and

ntparticle bounce need to be documented
using monodisperse aerosols in the ESH-
4 low-velocity aerosol wind tunnel
facility. These will be part of an ex-
panded database for interpreting the
results of a size-fractionating filter-pack
sample. Then, the performance of a
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number of filter-pack designs will be
evaluated using a polydisperse particulate
aerosol with a size distribution that has
been well characterized using a laser
aerosol-size spectrometer.
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Introduction

Workers at LANL’s Plutonium Facilty
(PF-4) use personnel dosimeters and
workplace exposure rate measurements
from ionization chambers for their
protection from external radiation
hazards. lonization chambers measure
exposure rates from photon fields at wor|
locations, and dosimeters measure a
worker’s effective dose equivalent (EDE
from external radiation. In combination,
these measurements help assure worke
that their EDE is below regulatory limits
and as low as reasonably achievable
(ALARA).

Because of variations in energy and
angular response for the dosimeters and
ionization chambers, uncertainty in their
measurements could increase in areas |
PF-4 where multidirectional and low-
energy photons (<100 keV) exist. The
energy and angular responses of the
LANL dosimeter and ionization cham-
bers have been thoroughly measured
under ideal laboratory conditions.
However, conditions in the workplace ar
not ideal, but highly complex. Character-
ization of photon fields includes determi-
nation of energy and intensity of the
fields and their spatial distributions.
Measurements of photon fields and the
response of personnel dosimeters and
ionization chambers to these fields woul
increase our understanding of the
uncertainty in our measurements and
provide a valuableomplement to existing
laboratory studies.

Measurements of the energy and
spatial distribution of photon fields
will increase our understanding of
dosimeter response under field condi-
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tions. Christensen et al. (1994) conclude
that large uncertainties in dosimeter
response result from angular and energy
dependence as compared to other sour
of measurement error. The angular and
energy dependencies are especially
pronounced for photons with low
energies (<100 keV), an energy range
that includes a significant fraction of the
photons emitted from transuranics. The
Implementation Guide (1G), External
Dosimetry Program, describes acceptal
methods for ensuring compliance with 1
CFR Part 835. The guide specifically
mentions that the topic of characterizing
the photon energies and direction of
incidence, especially when the estimate
annual EDE approaches established
limits, should be included in the technica
kdasis document

k

S

Additionally, measurements of the
spatial distribution of the photon fields

would also provide information about the

need for multiple dosimetry. The recent
American National Standard for multiple
dosimetry (HPS N13.41) recommends
supplemental dosimeters when the two
conditions are met: the radiation dose tq
any portion to the body has the potentia
to exceed 30% of the expected dose
equivalent at the reference dosimeter
location on the body; and the dose
equivalent has the potential to exceed
10% of the limiting value when a
significant component of the effective
dose equivalent comes from a non-
uniform radiation field. Therefore, the
need for multiple dosimetry for workers
in PF-4 should be assessed because of
potential for nonuniform radiation fields
resulting from glove box irregularities
(i.e., streaming through glove ports and

11

0

2d other penetrations) and large material
concentrations in small locations that
could result in dose equivalent (e.g., an

cewrgan dose) rates that could exceed 5 rem
in a year (10% of annual 50-rem limit).

Finally, the accuracy of workplace
measurement made by ionization
chambers of differing designs can be
better assessed knowing the energy and
directional characteristics of the photon
fields. The ionization chambers, such as
the ones used to measure exposure rates
in PF-4 (i.e., Eberline R0-3C and
Eberline R0-20), are calibrated using
high-energy photons (0.662 MeV, Cs-137
photons) but have been tested at lower
energies. These instruments exhibit a
relatively flat energy response down to
low energies (<10 keV) when taking
measurements using an open beta shield
and when the radioactive source is
directly in front of the instrument.
However, both the RO-3C and the R0-20
instruments exhibit a directional response
for photons with energies less than about
60 keV. For example, the normalized
response for 17-keV photons in the RO-
3C is about 70% of the true exposure rate
when the source is at %@ the long axis
(Olsher 1995). Comparatively, the
normalized responses of the R0-20
ionization chambers were about 20% of
the true exposure rates when the source is
90 to the instrument for this photon
energy (Seagraves et al. 1997). It is
common during operations in PF-4 that
workers are positioned at workstations
where the radiation is scattered into it
th&rom large angles from radioactive

sources in neighboring workstations, and
possibly even from the glove-box line
behind them. Photons entering the

le
0

d
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measurement volume at these large
angles could affect the measurement
accuracy.

The objective of this study was to
develop new methods to characterize
photon radiation fields in critical work-
places inside the plutonium facility.
Characterization of photon fields include
determination of photon-energy distribu-
tions, direction of these incident photons
and the spatial distributions of EDE rate

Methods

Characterization of the photon field
requires determining the photon-energy
distribution and the directional aspects @
the field. Photon-energy-distribution
measurements were made using an
Nal(Tl) detector, and the energy distribu
tions were then calculated from the
measured spectra. A highly collimated
field of view was created using copper
shielding around the detector. TLDs and
ionization chamber measurements were
also made to explore the characteristics
of the photon fields and their response.

Photon-energy-distribution
measurements

Measured spectra from Nal(TI)
detectors provide direct information on
the distribution of energies deposited
within the active detector volume, but
they do not give complete information of
the photon-energy distribution that
produced the observed spectrum.
Determining photon-energy distributiong
from measured spectra can be especial
challenging when the distribution is
complex with many photon energies, as
expected in PF-4. To determine the
photon-energy distributions, spectro-
meters such as sodium iodide detectors
coupled to a multichannel analyzer are
used to obtain pulse-height spectra. Sug
spectra provide direct information on the
events of energy deposited within the

active volume of the detector, but not for

the energies of incident photons respon
sible for these events, so the photon-
energy distribution has to be unfolded
from the measured spectra. Spectrum
unfolding consists of multiplying the
measured spectrum with an inverted
response matrix or using spectrum

S.
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stripping techniques (Knoll 1979). The
unfolded spectrum then can be converte
to EDE using dose conversion factors.
We used the MICROSPEC®2from
Bubble Technologies, a Nal(Tl)-based
instrument incorporating software that
calculates EDE rates from stripped
photon-energy distributions under broad
beam geometry conditions.

For the photon-energy-distribution
measurements, the MICROSPEC®/as
used. This instrument is a portable
spectroscopic survey system that pro-
vides the calculation of dose equivalent
and radionuclide identification through
spectroscopy. There are three gamma r
(or x-ray) probes offered with the
MICROSPEC-2"for the different

measurement purposes: the E-Probe for

use in environmental surveys; the G-
Probe for use in high-gamma-ray fields;
the X-Probe for use in low-energy-
gamma or x-ray fields.

The MICROSPEC-2" uses a spectra
stripping technique to convert the
acquired spectrum into a pure incident
photon-energy spectrum, which is then
multiplied with fluence-to-dose conver-

sion factors and integrated to calculate 3q

dose-equivalent rates at skin, eye, anu
deep-dose depths. The fluence-to-dose
conversion factors used are found in
ICRU report 47(1992). Accounted for
are the efficiency of the detector, photo-
fraction for different photon energy, and
cross-sectional area of probe, which are
stored in computer memory. The advan-
tage of this system is that it provides no
only dose-equivalent rates in the enviro
mental radiation fields but also informa-
tion on energies of photons existing in th
fields

There were two probes used in this
work. First, the G-Probe is designed to
detect high-energy gamma rays from 6(Q
keV to above 3 MeV in a high-photon
field. It is a 38-mm x 38-mm (1.5-in. x
1.5-in.) Nal detector. The other one is th
X-Probe, a 50-mm x 1-mm (2-in. x 0.04+
in.) Nal, with a 0.127 (0.005-in.) beryl-
lium window. The X-probe has a range
5-200keV and is capable of measuring
low-energy photons. To estimate the
accuracy of MICROSPEC™ using the

Health Physics

G-Probe and X-Probe, we measured dose
2d equivalent rates at different distances and
compared them with calculated dose
equivalent rates. These calculated values
were determined from the known
radioactivity and fluence-to-dose
equivalent conversion factors published
in the ICRU report 47.

Determination of directional aspects of
the photon fields

We assessed the directional aspects of
the photon field using TLDs and a
collimated Nal(Tl) detector. To deter-
mine fractional contributions to a
ayWorker’s exposure from all directions of
the radiation fields inside PF-4, the
collimator was designed to be used with
the MICROSPEC-? system. Figure 1
illustrates the design of the collimator
used throughout the tests. To minimize
x-rays generated by interaction of photon
with the attenuator, we used copper to
attenuate low-energy photons. The
X-probe was placed in the copper box.

Copper Shielding

o \
degrees

— [ |

Nal Detector

Figure 1. Schematic representation of the
collimator.

The photon beam was collimated
through a small hole just large enough to
cover the dimension of the sodium iodide
crystal. This shielding arrangement

" provided only an approximate, not exact,

broad-beam parallel geometry. The

'® LANL TLD dosimeters were mounted on
cylinder water phantoms to simulate
placement on a worker. The dimensions
of the cylindrical water phantoms, which
were filled with water, are 11-in. diam-
eter and 18-in. high. One phantom
containing 12 LANL personnel dosim-

e eters was placed at each work location for
about 16 hours. Four sets of three
dosimeters were positioned on the

of phantom, and each set was positioned at
90 to each other. The three dosimeters in
each set were positioned at different
heights on the phantom and separated by

N
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about 4 inches. The distance from the

closest dosimeters to the glove-box face
was about 3 in., and the height from the
floor to the top dosimeters was about 50 i

LANL personnel dosimeter

At present, the Model 8823 TLD
dosimeter is used to measure personnel
exposure to external source of radiation
at LANL. The dosimeter contains two
Harshaw/Bicron TLD cards each of
which contains four TLD chips of
varying thickness and of different
composition. One TLD card is a
Harshaw/Bicron-NE Model 7774 TLD
card containing three TLD-700
(LiF:Mg, Ti enriched in’Li) chips in
position 1, 2, and 3, and one TLD-400
(CaF:Mn) chip in position 4. This card is
used for estimating beta and photon
dosimetry at deep, shallow and lens-of-
the-eye depths. The other card is a
Harshaw/Bicron-NE Model 6776 TLD
card containing two paired TLD-700 and
TLD-600 (LiF:Mg,Ti enriched irfLi)
chips. This card placed in the Model
8823 TLD cardholder within a cadmium
box is used for evaluating neutron doses.
The Model 8823 dosimeter has been
developed to separate the responses du
to photon, beta, and neutron radiation. A
to the angular dependence for low-energ
photons, Mallett (1997) demonstrated
that the normalized angular response at
90° for2*Am in the LANL Model 8823

e
S

dosimeters is about 60% of the deep dose

equivalent at © with vertical axis.
lonization Chambers

The ionization chambers, such as the
ones used to measure exposure rates in
the plutonium facility (i.e., Eberline RO-
3C and RO-20), are calibrated using
high-energy photon field (0.662 MeV
137Cs photons). These instruments exhib
a relatively flat energy response down tg
low energy (<10 keV) when taking a
measurement with open beta shields an
when the window of the instrument
directly faces toward the radioactive
source. However, both the Eberline RO-
20 and RO-3C exhibit a noticeable
directional response for photons with
energies less than 60 keV (Olsher 1995,
Seagraves et al. 1997).

0
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Ytace of the glove box to the center of the

Experimental setup

The selected site for measurements
was a glove box located in PF-4 (shown
in Figure 2). This site was selected
because workers assigned to work at th
glove-box line received some of the
highest photon doses in the facility due t
the high??Am content in the material in
the glove box. There are four work
locations encircling the glove-box. Near
this glove box there are several other

process glove boxes that contain transur

ranic material as well.

<4— North

Glove-box line

Aisle
Loc. 1

oo

glove ports

Loc. 2
ooo

windows \

o0o
Loc. 4
Aisle

o0o
Loc. 3

ESH 98-476

Glove-box line

Figure 2. Schematic of the glove-box
around which photon fields were measured.

The measurement distance from the

detector was about 5 in. When working i
and around the workstation, the actual
distance to a worker’s torso from the
glove box varies considerably. The
measurement distance of 5 in. was as
close as we could get the instrument to
the glove-box face and still maneuver it
to make the measurements at the varioy
orientations. The response to these

radiation fields was estimated using both

S

(e]
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The MCROSPEC-2, equipped with
the X-probe and the copper collimator,
measured photon-energy distributions
at each specific work location in
various source-detector geometries. The
MICROSPEC-2V coupled with the
G-probe, but not with the collimator, also
measured photons at multiple locations.
These measurements then were unfolded
and provided estimates for t&®E rates.

Data analysis

First, we tested the accuracy of the
MICROSPEC-2V instrument by measur-
ing at different distances frot¥Cs and
24Am sources and comparing the
measured values to the calculated values.
Additionally, we categorized data into
front, nonfront, and glove-port categories
for both the TLD and the MICROSPEC-
2™ measurements. We then made
comparisons between these two catego-
ries. Because of the lack of normality in
the measurements or in log transformed
values, the nonparametric Mann-Whitney
test was used to evaluate for differences.
We made additional paired comparisons
between measurements from the two
types of ion chambers using the nonpara-
metric sign test.

Results

Using the instruments and measure-
ment techniques described above, we
were able to characterize photon radiation
fields in a plutonium facility. Overall, the
results at this glove box suggest that
dosimeters worn on the upper chest
according to procedure will probably
record a reasonable estimate of workers’
average EDE values for photons. Al-
though the results are preliminary and

instruments and dosimeters as mentionedconfined to one high-exposure box, we

above.

Two types of ionization chambers, i.e
RO-3C and RO-20, with open shield
were used to measure radiation exposu
rates at each work location. The three
positions at which measurements were
made included the window, left glove
port, and right glove port. When mea-
surements were made at the glove ports
the gloves were pushed into the glove
ports.

e

have found no evidence of the need for
multiple dosimetry for photon EDE
measurements. Also, we found that
deposits of transuranic dust on the inside
of the glove-box gloves are a significant
contributor to a workers dose when the
gloves are hanging out the glove ports.
Finally, a paired comparison of measure-
ments made with ionization chambers at
different orientations suggested some
directional dependence. Further investi-
gations would be required to fully test the



accuracy of the ionization chambers
under field conditions.

MICROSPEC-2™ accuracy

The measurement results from the
MICROSPEC-2", equipped with the
G-probe, were compared to the calculat
EDE rates using &Cs source. The
percent differences were less than 3%.
However, the response from the same
system foPAm had relatively larger
differences from the calculated values.
In comparison, the measurement results
obtained using the X-probe and the
calculated dose equivalent rates for low
energy photons generated ¥Am,
showed percent differences that ranged
from -1.4% to 20%. Figure 3 shows the
result of the measurements of dose
equivalent rates at different distances
from an??Am source. Generally, the
measured values match closely (within a
few percent) to the calculated values
except at the longer distances where the
counting statistics become poorer and
effects of photon buildup might be more
pronounced.

D

Dose equivalent rate (urem/hr)

Spatial distribution of DE

At individual locations, photons are
incident to workers omnidirectionally but
are not completely uniform, unless
averaged over all locations. Both the
TLD and Microspec-2 data showed that
when averaged over all four worksta-
tions, no significant differences were
found in photon EDE rates between front
and nonfront measurements (Figures 4

and 5). However, when TLD measure- | °rientations.
ments were analyzed by individual
locations, the highest measurements were_ g g

always those at 90facing the center of
the glove box. But, as we witnessed,
workers moved from one workstation to
the next and so the dose distribution
would be determined from a combination
of work performed at all the worksta-
tions. It would be helpful to know the
work patterns around this glove box to

better assess the spatial dose distributign

to the workers. Additionally, the EDE
rates at a workstation were significantly
reduced when the nearby gloves were
inserted into the glove ports.

1%
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Figure 3. Total dose equivalent rate varying with distance from a?*Am source.
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Figure 4. Dose equivalent rates measured by the collimated MICROSPEC-2 at different
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Figure 5. Dose equivalent rates measured by TLDs at different orientations.
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Measurements at the glove ports
(more correlated to extremity dose) were
significantly higher than those at the
window (more correlated to whole-body
dose). This finding suggests that some
streaming of photons out through the port
occurs and also supports the use of
extremity dosimeters when hands are
inserted into the glove ports.

Dosimeters placed at the upper chest
level measured significantly higher dose
than those at a waist level. Figure 6
shows the results from this analysis.
These results were averaged over all
locations.

12}
Photon dose equivalent rate (mrem/hr)

Assessment of need for multiple
dosimetry

The implications of all our findings
with regard to multiple dosimetry is that
whole-body dosimeters worn according
to LANL procedures (chest level in front
of body) should provide a reasonable
estimate of the average whole-body dose
especially considering the work patterns
of the workers at this particular high
gamma field glove box. In addition, use
of extremity dosimetry is recommended
when inserting hands into the glove
boxes due to the much higher exposure
rates, as is the current policy. The
possibility of the need for multiple
dosimetry at other locations, or for other

processes can be assessed using the same

techniques described in this paper.

Energy spectra measured at different
orientations

In most cases, when the collimated
Microspec system was pointed af 96r
180¢° to the workstation, 60-keV photons
were measured. These photons were nat
measured when the system was pointed
directly at the glove box. At°0, we
speculate that the metal plate covering
the middle window effectively shielded
out the 60-keV photons, but it was not
thick enough to completely shield out the
more energetic plutonium x-rays above
100 keV. That is, the window shielding
effectively “hardened” the photon-energy
distribution. Figures 7 and 8 show the
measured and unfolded energy distribu-
tions for the orientations ofOand 90 for
work location 2, respectively.
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Figure 7. Measured and unfolded spectra obtained with a X-probe at location #2 with a 0
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The source of the 60 keV photons
measured at 90was the gloves hanging

out of the boxes, and this was confirmed measure the spatial and energy charact

by direct measurement of the gloves. It
believed that the inside of these gloves
have a layer of transuranic “dust,”
including?*Am, and the thickness of Pb
layer in the gloves was not sufficient to
completely eliminate the 60-keV photon
The 60-keV photons measured at 180
probably originated from gloves and
glove ports on the opposite side of the
aisle.

lon Chamber Results

Overall, the energy spectra measure
showed that most of the photons were @
energie60 keV, and therefore the

ionization chambers should give reason;
ably accurate measurements. But, some

directional dependence would be
expected. In fact, we found limited
evidence that this was the case. For
example, the highest measurements we
recorded when the instrument was‘at 0
to the glove box for both the Eberline
RO20 and the RO3C models when
compared to measurements made at. 90
The percent differences in median
exposure rates measuredatdhd 90 at
the window locations were about 20% fq
both instruments. However, to fully test

the effects of orientation, more measure-

ments are needed and the confounding
effects of the photons from nearby
hanging gloves and partial shielding of
photons from the person making the
measurements should be addressed. O
the other hand, the ion chamber measut
ments were made under normal operatif
conditions (i.e., gloves outside the boxe
person holding the instrument, and at th
same distance defined in ESH-1 proce-
dures). The ESH-1 procedure of pointin
the “open” beta window of the ion
chamber at 0 generally provided the
most conservative (highestjeasurement.
The absolute accuracy of the field
measurement with the ionization cham-
bers still needs to be assessed.

Deliverables

Techniques were developed to help

S istics of photon radiation fields. These
techniques were then tested for accurac
and used to characterize the photon
radiation field at a process line in PF-4
where assigned workers had some of th

workers in PF-4. The results of this
investigation showed that the torsos of
workers are exposed to photons from al
directions. The intensities of the fields ai
individual locations of the process line
studied were unevenly distributed.

! However, when averaged over all the

f work locations in the line, we found no

ties directed to the front of the torso (to
be measured by the dosimeter without
shielding by the body) and those to the
side and the back. Averaging over all
work locations is a more appropriate
'€estimate of a worker’s actual dose
because workers move quickly and
frequently from one workstation to the
next. The worker’s dose then reflects thg
time-weighted average of the exposures

preliminary findings, we have found no
I evidence of the need for multiple
dosimetry. The energy distribution
measurements showed the significant
contribution to a worker’s dose from the
nearby gloves that are typically left
hanging out of the glove ports. Inserting
the gloves into the ports reduced signifi-
' cantly the dose rates at the neighboring
€-workstations.
g
5,

e

differences between photon field intensir

Yy

D

5. highest photon exposures relative to other

e

Y

received at each location. Based on these
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Introduction

When there are accidental plutonium
aerosol releases at chemical and nuclea
facilities, the level of protection achieved
for nuclear workers depends upon two
factors: the concentration of plutonium
aerosol to which the workers are expose
and how quickly workers are alerted to
the release and evacuate the area. Both
concentration levels attained and the
rapidity of continuous air monitor (CAM)
response depend on dispersion patterns
the aerosol into worker breathing zones
and into areas occupied by CAMs. The
time course of mixing and transporting al
aerosol into a worker’s breathing zone
determines in part the potential internal
exposure to the worker. The pattern of
transport from the point of release to
CAM locations determines whether and
how quickly the CAM alarms and the
potential, therefore, for limiting worker
exposure.

Aerosol transport throughout work-
rooms is largely controlled by complex,
poorly understood interactions between
the ventilation configuration, worker
presence, release dynamics, and room
furnishings. At Los Alamos National
Laboratory (LANL) and many chemical
and nuclear facilities, little is known
about the details of the airflow patterns i
workrooms. Even less is known about th
effects of variations in critical variables,
i.e., containment structure geometry,
ventilation rate and inlet and exhaust
configurations, worker presence, etc., or
aerosol dispersion and subsequent work
risk. Consequently, health and safety
professionals make important decisions
regarding the application of CAMs and
other air-sampling instruments to
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minimize inhalation risk by using
qualitative engineering judgments and
limited airflow pattern data, such as are
obtained with smoke tubes. Detailed

=

ics can significantly improve worker
protection in LANL plutonium facilities
(Crites 1994, Whicker et al. 1997).
Seeking improved ways to reduce
inhalation exposure to accidentally
released plutonium aerosols at LANL is
orery important considering that signifi-
cant, unplanned LANL plutonium
inhalation exposures to workers have
occurred within the past five years.
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Measurements by ESH-4 in the
Plutonium Facility (PF-4) have revealed
that at most workstations, the velocity
direction of the airflow is upward into
breathing zones. Because most acciden
plutonium releases occur at a height
below the breathing zone (Wannigman
1998), the concentrated plutonium
aerosol at the point of release is most
often lifted into the breathing zone befor
its being dispersed into the rest of the
room, possibily triggering a CAM alarm
later.

Strategies for enhanced worker
protection could be realized through a
better understanding and prediction of

N aerosol dispersion as affected by ventilg

e tion-induced airflow patterns, geometry
of containment structures (glove box, slq
box, chemical hood, etc.), and interac-
tions with a worker positioned in front of
a containment structure. That is, it is

empossible to collect a detailed database g
airflow patterns and aerosol transport an
mixing under a variety of conditions.
This database can serve as a solid
technical base for providing inexpensive

knowledge of aerosol dispersion dynam+
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recommendations for ventilation designs
that could enhance the probability of
rapid movement of plutonium aerosol
away from worker breathing zones and
provide for optimal use and placement of
CAM instruments.

Method
Field Studies

One of the critical requirements for
understanding particle dispersion in
workrooms is the characterization of
airflow patterns. Such characterization
can be accomplished with computational
fluid dynamic (CFD) computer simula-
tions or with experimental techniques,
such as measurements with smoke,
neutrally buoyant markers, trace gases, or

erosol particles. Each of these techniques
ﬁas advantages and disadvantages.

Last year we explored the use of a
sonic anemometer (Figure 1), another
tool that assists in characterizing airflow.
The sonic anemometer could provide
accurate, highly frequent (up to 60 Hz),
and three-dimensional measurements of
air-velocity vectors with a sensitivity of
less than 1 cn’s A general description
of the principle of operation of sonic
anemometers is contained in Stull (1988).
No other experimental technique pro-
vides measurements with all these
qualities. Our effort demonstrates the
utility of using sonic anemometers for
measurements at velocities typical of the
indoor environment (often around a few
cm sb). Highly frequent measurements
allowed analysis of the turbulent structure
of the airflow, which drives aerosol
mixing through turbulent eddy diffusion.
We tested the benefits of using sonic



anemometry by making measurements
the ultra-high temperature reactor
experiment (UHTREX) test room and in
a PF-4 laboratory. This portion of the
work was summarized and submitted for
publication (Wasiolek et al. 1998). The
air-velocity vector measurements are
very useful for CFD flow-field-prediction
verification and can provide a fundamen
tal understanding of the effects of peopl
and containment structures on local
airflows.

Computational modeling

Before proceeding with experimental
measurements, we conducted CFD
modeling to test the effects of alterations
in ventilation or room configurations on
airflow patterns in the UHTREX test
room. We also calculated airflow pattern
resulting from several different configu-
rations using CFD modeling and then
compared these calculations to the
baseline ventilation configuration, a
horizontal flat-plate supply diffuser with
four corner exhausts at the floor level,
which is similar to that installed in PF-4
rooms. The tested configurations
included

« a conically shaped supply diffuser with
four corner exhausts,

« ceiling deflector plates with four corner
exhausts,

» a downward-directed air curtain from
the entire ceiling with four corner
exhausts,

» a modified air curtain with a ceiling air
supply placed only above worker

locations with under-glove-box exhausts,
and

* supply ventilation from wall panels on
the sides with under-glove-box exhausts.

We evaluated airflow directions and
velocities in the vertical plane for
numerous locations to help us determine
which of the alternative configurations
resulted in the most favorable airflow
patterns. For credible computer-aided
design, establishing confidence in the
predictions of selected CFD-modeling
approaches and boundary conditions is
crucial; therefore, much work was done
to verify a range of CFD model predic-
tions. We used the CFD code CFX to

n

n obtain computational model predictions

for turbulence intensity, air velocities,
and particle concentrations. We then
compared the predictions to experiment
data collected in PF-4, room 420.

Progress and results

An example of a time series for
measurements of air velocity in a single
direction and at a point in the UHTREX
test room is shown in figure 2. This
figure shows the average vertical velocit
and the turbulent structure is seen in the
fluctuations in the velocities. Using the
mean velocity and the variations of the
fluctuations about the mean, we calcu-
lated turbulence intensity (TI) as the
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standard deviation of the velocities
divided by the mean velocity.

Figure 3 shows measurements of air
velocity in the x, y plane made at
locations in room 420 in PF-4 and the TI
at the same locations, respectively. One
of the aspects shown by these data is the
relative contribution to aerosol transport
from forced convective flow verses
turbulent eddy diffusion. Additionally,
analysis of these turbulent fluctuations
using Fast Fourier Transform (FFT)
techniques can give us some insight to
the size of eddies that have formed within
the inherent limitations of the sonic
anemometer. Combined, these measure-
ments help provide a fundamental

1.59-cm dia.
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Figure 1. Sonic anemometer head geometry with approximate dimensions.
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Figure 2. Vertical air velocity over time—measurements made in the UHTREX test room.
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understanding of aerosol dispersion
through rooms, which provides a power-
ful basis for confirming aspects of
physical models of aerosol dispersion in
indoor environments that have not been
previously available.

The use of sonic anemometry allows
for additional verification of airflow
patterns generated from a variety of
room conditions. Verification of model
predictions using both UHTREX and
PF-4 measurement data continues to

PF-4, room 420, Z150cm
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show acceptable accuracy. Figure 4
shows a comparison of measured and
CFD-predicted time profiles for aerosol
concentrations.
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Note the similarity in the shapes of th
concentration time profiles and the
similar time-to-peak concentrations.
These results are very encouraging give
the complexity of the room geometry an
conditions. A more thorough and
systematic intercomparison of predicted
behavior of convective flows and

released particles remains as necessary in

the more controlled environment of the
test room at UHTREX. For this
intercomparison, a large database of
sonic anemometer measurements and
spatial and temporal tracer-particle
concentrations from tracer releases wer
gathered from the UHTREX test room.
Our comparisons of these data to CFD
predictions are not yet complete.

During the past fiscal year, we made
significant progress that addresses the
guestion of whether changes in the desi
of room heating, ventilation, and air-
conditioning inlet and exhaust systems
could reduce the potential for worker
exposure because aerosols are being
carried up into the breathing zone. For

this evaluation, we tested computer-aide

CFD of the effects of alternative ventila-
tion designs on room airflow patterns.
With combined input from ESH-1,
NMT-8, and ESA-DE, we identified
seven alternative designs to be tested
against the baseline design (similar to
that in PF-4). These alternatives were
designed to try directing airflow in a
downward direction at the faces of the
mock glove boxes (simulated worksta-
tions).

All alternative designs showed a
marked improvement in creating down-
ward air movement; however, in several
cases, we found large-scale eddies cou

develop and create upward flow at some

locations. Variations on air-curtain
designs were also compared and showe
good downward airflow movement. Air-
curtain designs appear to be very promi
ing ventilation designs for creating more

protective airflow patterns (Rodgers et al.

1998), but first we must further test a
variety of worker and containment
structure configurations and perform a
cost analysis for PF-4 use.

e
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Conclusions and Deliverables

Substantial reductions in worker risk
could derive from better understanding
of airflow that leads to its accurate
prediction—including turbulent struc-
ture—and the subsequent dispersion of
radioactive or toxic aerosols or gases
under a variety of ventilation and
containment structure geometries and
release conditions. The result would
enable proactive design of ventilation
systems and CAM use. Reduction in
worker risk would also result in cost
savings (perhaps >$10K per event)
because of fewer and lower accidental
plutonium intakes that require fewer
whole-body counts, medical assessmen
internal and external agency accident
investigations, numbers of CAMs and
fixed-air samplers, and lost work days.

gnOverall, the benefits of this project are

d
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« better worker protection,
« doses to as low as reasonably achieval

« much lower probability of exceeding
dose limits,

« regulatory compliance, and

« contribution to meeting the University
of California contract performance
measures.

Finally, similar benefits may be
extended beyond the narrow scope of
LANL plutonium facilities to other
facilities working with toxic or radioac-
tive aerosols and/or gases.

Deliverables

Deliverables include evaluations of a
number of possible ventilation and
containment configurations designed to
create favorable airflow patterns and
upon which recommendations will be
based. Also, valuable information on
CFD model validation will be obtained
along with a sensitivity analysis to help
determine the important variables
influencing the capture efficiency of slot
boxes and local airflow patterns.

As part of our deliverables, we will
inform the larger audience of safety
professionals and facility owners of our
findings through technical presentations
and peer-reviewed journal articles.

Health Physics
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Industrial Hygiene and Safety

Pressure-Deformation Correlation in Waste Containers (PDCWC)

Reusability of organic vapor air-purifying respirator cartridges

Since ESH Division initiated the

TDEA program in 1995, it has supported
six industrial hygiene and safety projects.

Studies to date
FY95

Pilot Program for the Risk-Based
Surveillance of Lung Cancer

A Polymeric Barrier Monitor to Protect
Workers

Evaluation of a Real-Time Beryllium
Detection Instrument

FY96

A Polymeric Barrier Monitor to Protect
Workers

Evaluation of Commercial Air-Purifying
Respirator Cartridges for Protection
against Vapors of Nitric Acid

FY97

Reusability of Organic Vapor Air-
Purifying Respirator Cartridges

FRHAM-TEX Il Cool Suit Material
Testing for Water (and Therefore,
Tritium) Protection

A Polymeric Barrier Monitor to Protect
Workers

Summary of progress

Industrial hygiene and safety projects
have produced 14 professional papers and
presentations since the TDEA program
was started in FY95. The primary focus
of projects has been evaluations of
commercial products for purposes other
than the original design specifications.
The implementation of the recommenda-
tions of these studies have the potential to
generate significant cost savings.

The project that studied pressure
deformation in wasthas received praise
from industrial safety and hazardous
material response communities from
throughout the country. The project
produced information that can be used
immediately by any organization dealing
with the potentially deadly hazard of
pressurized drums and produced a device
that will allow workers to determine the
severity of a hazard.



Safety

Pressure-Deformation Correlation in Waste Containers (PDCWC)

Principal Investigators: Michael D. Larrafiaga, Industrial Hygiene and Safety Group (ESH-5), David L. Volz, Hazardous Materials
Response Group (ESH-10), Fred N. Bolton, Training and Support Group (NMT-10)

Funding: FY98, $49.8K

Introduction

Since 1992, there have been 123
occurrences within the Department of
Energy involving incompatible chemical
mixing and pressurization of drums
where drums became pressurized to
unknown levelskailure of a pressurized
metal drum can cause a rapid release of
pressure, possibly ejecting the drum top
or bottom and resulting in flying debris
and release of internal drum contents,
which could result in personnel injury
and environmental contamination.

Pressurized drums present several
personnel hazards including (1) possible
injury from expelled debris, a pressure
release, or burst drum; (2) exposure to
radioactive or hazardous contents of the
drum; and (3) exposure to pyrophoric,
flammable, or combustible materials,
which can ignite and burn.

Hazardous materials (HazMat) teams
have little or no training on how to
respond or approach bulging drum
incidents, and there are many unknowns
when working with pressurized drums.
Pressurized drum incidents occur
frequently across the United States in th
public, private, and government sectors.
Currently, there is no quick, inexpensive
and reliable method for determining
pressures inside drums. In an attempt to
develop training criteria and a device for
determining internal pressures in
55-gallon drums, research conducted at
Los Alamos National Laboratory
explores the effect of pressure on new
closed- and open-head 55-gallon metal
and plastic drums, 30-gallon metal and
plastic drums, 20-gallon plastic drums,
and 85-gallon metal overpacks.

The objectives of this research are
(1) to determine at what pressures 20-,
30-, and 55-gallon drums (metal and
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plastic), and 85-gallon metal overpacks
experience failure; (2) to quantify the
amount of deformation 55-gallon metal
drums experience at various pressures
under separate treatments; (3) to deter-
mine if the data for the 55-gallon metal
drums supports developing an instrume
for determining internal pressures; and
(4) to conduct a statistical analysis on th
mean failure pressures of the collected
data for 55-gallon drums.

The information gained will provide
critical information to emergency
responders, including tools to assess a
bulging drum situation. The most

noteworthy is the development of a “safe

working envelope,” which will help
responders determine how to safely deg
with and approach pressurized drums.

Methods

Drums of different types were
pressurized from zero pounds per squar
inch gauge (psig) to failure at 5.0 psig
intervals. Linear deformation along the
center line of metal drums was measure
and recorded with corresponding pres-
sures. A test apparatus was built to
complete measurements and allow for
pressurization. A containment cage was
built around the apparatus to contain
flying debris ejected during drum failure,
Figure 1 illustrates the test apparatus.

Pressure was increased for each test
interval then allowed to stabilize (<30
sec) until both gauges were equal. Whe
measuring deformation, measurements
were taken using two devices placed in
the center of the top and bottom ends of
each drum. Both devices consisted of a
rod that traveled up with increasing
deformation and indicated a graduated
measurement in a 1:1 ratio. Both the top
and bottom devices were zeroed before
each test.

Observations were made through a
30x60 magnification spotting scope
approximately 75 feet from the test
apparatus. Measurements were clearly
visible and zeroing of the gauges was
completed by adjusting the gauges and

nt linear measuring devices and confirming

zero through the spotting scope. The

e reason for collecting data remotely was
the danger of flying debris and the rapid
pressure release during the failure of the
pressurized drums.

55-gallon metal drum tests

Two separate drum types were used
in this experiment: UN/1A1 55-gallon
metal drum, and UN/1A2 55-gallon metal
drum. The UN/1A1 closed-head drums
were pressurized and observed under
three separate treatments: (1) one-half
full of water; (2) three-quarters full of
water; and (3) empty. The UN/1A2 open-
head drums were pressurized and
e observed under three separate treatments:

(1) one-half full of water; (2) three-

quarters full of water; and (3) cement
d spun (partially filled with cement and
spun in a machine similar to a centrifuge
to simulate radioactive waste packaging
techniques at Los Alamos National
Laboratory). The rings of the empty and
water-fill open-head drums were tight-
ened using an impact wrench and sledge
hammer to within one centimeter of the
ring ends meeting. The rings of the
cement-fill open-head drums were
tightened to 40 foot pounds of torque
using an impact wrench.

Each drum type and respective
treatment was pressurized from psig to a
failure pressure at 5.0 psig intervals.
Linear deformation along the center line
of metal drums was measured and
recorded with corresponding pressures.
The purpose of the treatments was to
determine if differences in deformation
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Figure 1. Drumtest apparatus flow diagram.

exist between drums of each treatment,
between drum types, and if mean failure
pressures were significantly different.

55-gallon plastic drum tests

Five 55-gallon seamless high-density
polyethylene (HDPE) drums were tested
to determine their failure pressures.
Deformation of these drums was not
measured because both radial and axia
deformation was observed. Four of the
55-gallon HDPE drums were tested

empty and one was tested one-half full of

water. These drums were steadily
pressurized until failure.

Two 55-gallon open-head HDPE
drums were tested to determine their fai
pressures. One 55-gallon plastic-lined

metal drum was pressurized and deforma-
o Progress and results

tion measurements recorded up to failun
85-gallon metal overpack tests

Six 85-gallon metal overpack drums
were tested empty to determine a mean
failure pressure for the drums, and top

deformations were measured as described’

in theTest Proceduresection.
30-gallon metal drum tests

Four 30-gallon metal drums were

tested to determine their failure pressures.

Deformation was not measured because

the measuring devices were not designed

to measure deformation of 30-gallon

drums. Two of the 30-gallon metal drums

were of the closed-head type, and the
other two were of the open-head type.
The drums were slowly pressurized unti

failure occurred or the pressurization was

discontinued due to dangerously high
pressures.

20- and 30-gallon plastic drum tests

Two 20-gallon seam construction and
four 30-gallon seamless HDPE drums
were pressurized to determine their
failure pressures and characteristics.

Drum information

Table 1 lists each drum type tested and

includes the UN/DOT/HM181 specifica-
tions, capacity, number of drums tested
and tests conducted. All drums tested
were new and unused because of the
possible bias associated in drawing
conclusions from old or used drums.

55-gallon metal drums

The following observations are noted
with respect to new closed- and open-
head 55-gallon metal drums. There were
otable differences in the failure charac;
teristics among drum types:

 55-gallon metal open-head drums

—Drums appear to vent immediately
adjacent to the nut and bolt fastener
on the ring. See Figure 2.

—100% of drums tested vented at
pressures at or below 32 psig.

—Pinging was noticeable between 15
and 20 psig.

Safety

appear to bulge at only the top and
bottom ends.

—Body seams (top to bottom) experi-
enced no visible distortion or apparent
weakening.

 55-gallon metal closed-head drums

— 95% of the drums tested failed
explosively.

— Of the catastrophic failures, 68%
failed at the bottom end, making the
entire drum a projectile.

— 100% of the drums tested failed at
the top or bottom ends.

— When filled with liquid (1/2 or 3/4
full), bottom failures appear to be
increasingly violent with increasing
water levels up to 3/4 full.

— Approximately 5.0 psig before
failure, a significant amount of
distortion of the drum chime is
apparent. See Figure 3.

—Appear to bulge at only the top and
bottom ends.

— Body seams (top to bottom) experi-
enced no visible distortion or
apparent weakening.

— Pinging was noticeable between 15
and 20 psig, and increased dramati-
cally immediately before drum
failure.

— T-test indicates a probability that
99% of the failures will occur above
48.7 psig.

These observations show that bulging
drums, especially the closed-head type,
are extremely dangerous. Noticeable
differences exist between closed- and
open-head drums under pressure.
However, both types of drums are
inherently dangerous when pressurized
and present many hazards. The t-test
provides a reasonable certainty that new
closed-head 55-gallon drums will fail
above 48.7 psig and helps in determining
a “safe working envelope” for working

with these drums.

The averages of the top deformation
of the closed- and open-head drum
treatments were plotted against pressure.
See Figure 4.0. The open- and closed-

—The 55-gallon metal open-head drunTs head top deformation averages are

sufficient to use the data in developing a
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Table 1. Drum capacities, specifications, and tests conducted

Capacity and description

20 gallon HDPE-seam construction

30 gallon HDPE-seamless

30-gallon metal closed-head
30-gallon metal open-head

55-gallon HDPE open-head

55-gallon HDPE closed-head-seamless
55-gallon metal open-head

55-gallon metal open-head-cement fill
55-gallon metal closed-head
55-gallon metal-plastic lined

85-gallon metal open-head overpacks

UN/DOT/HM Drums Tests conducted

181 specifications tested

1H1/Y1.9/150 2 Failure pressure-characteristics
1H1/Y1.8/100 4 Failure pressure-characteristics
1A1/Y1.8/300 2 Failure pressure-characteristics
1A2/Y1.5/150 2 Failure pressure-characteristics

1H2/Y150/S 2 Failure pressure-characteristics
1H1/Y1.9/150 5 Failure pressure-characteristics
1A2/Y1.5/150 12 Failure pressure-characteristics, deformation
1A2/Y1.5/140 6 Failure pressure-characteristics, deformation
1A1/X1.8/300 14 Failure pressure-characteristics, deformation
6HA1/Y1.8/100 1 Failure pressure-characteristics

1A2/X440/S 6 Failure pressure-characteristics, deformation

device to correlate pressure versus
deformation for estimating the internal
pressures of visibly bulging 55-gallon
metal drums.

* 55-gallon plastic drums

— The five 55-gallon HDPE-seamless
drums tested failed explosively at
pressures of 48, 48, 50, 30, and 58
psig.

— Four of five failures occurred through
the sides of the drums at no particulg
or identifying location. One failed at
30 psig out of the top end of the drum,

These are significant observations
because they show the potential for
seamless HDPE drums to fail out of the
sides. Deformation was observed at the
tops, bottoms and sides of the drum.

* 55-gallon open-head HDPE drums

— The two 55-gallon open-head HDPE
drums failed explosively at 23 and 24
psig, ejecting the entire top off the
drum.

— One 55-gallon plastic-lined metal
drum self vented at 50 psig with a toj
bulge characteristic of the curve for
the closed-head top deformation.

— A device for estimating internal
pressures in 55-gallon drums will not
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Figure 2. 55- (left) and 85-gallon (right) open-head drums leak immediately adjacent to the
nutand bolt fastener on the ring (note the crease in the metal at that location).

Figure 3. The chime of 55-gallon closed-head metal drums becomes severely distorted
immediately before catastrophic failure (right).
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Figure 4. Closed- and open-head drum top deformation averages.

be useful on plastic or plastic-lined

drums because deformation was not

measured or differences exist in
construction between these drums.

85-Gallon Overpacks

— The six 85-gallon metal overpacks
tested failed at or below 16 psig and
appeared to self-vent immediately
adjacent to the placement of the nut
and bolt fastener on the ring.

—The overpacks appeared to bulge on

at the top and bottom ends.
30-gallon metal drums
The four 30-gallon metal drums

(2 open-head, 2 closed-head) tested sh
that significant hazards exist when a

30-gallon metal container is pressurized.
The high pressures associated with thes

containers present many hazards:

» 30-gallon metal closed-head drums

— Extremely high pressures (>120 psig

were possible in 30-gallon metal
closed-head drums.

— These drums maintained extremely
high pressures without venting.

— The failure of these drums under the
conditions can be anticipated as
catastrophic and extremely violent.

— Other than bulge, no apparent failur
indicators, such as pinging, were note

— The 30-gallon metal closed-head
drums appear to bulge at only the to
and bottom ends.

» 30-gallon metal open-head drums

— Of the two 30-gallon metal open-
head drums tested, one failed
explosively, and one self-vented.

— Both 30-gallon metal open-head
drums tested maintained pressures
greater than 50 psig.

— Other than bulge, no apparent
indicators, such as pinging, were
noted.

ly
appear to bulge at only the top and
bottom ends.

* 20- and 30-gallon HDPE plastic drums

ow — The seam and seamless constructio
20- and 30-gallon HDPE drums
failed at pressures above 45 psig.

€ —Both the seam and seamless con-

struction 20- and 30-gallon HDPE
drums can maintain high pressures
for extended periods of time.

) — Two of four seamless construction
30-gallon HDPE drums failed
explosively from the side at no
particular location on the drum,
making the entire drum a projectile.

S

€ _ The seam construction 20-gallon

the bottom seam of the drum, makin
the drum a projectile.

— The 20- and 30-gallon HDPE drums
appear to bulge from the top, bottom
and sides of the drum.

o

P

HDPE drums failed explosively along
¢

—The 30-gallon metal open-head drums

n

Safety

Conclusions and recommendations

Deformation of a drum indicates the
drum has been subjected to internal
pressure, not that it is under pressure at
the time of inspection. The design of
these containers makes them capable of
violent rupture, and caution should be
taken in approaching deformed drums. It
was assumed that the experimental
method of pressurization at increasing 5.0
psig intervals was representative of “real”
pressurized drums in the field, although
the speed and method of pressurization
may be different. Also, it was assumed
that the deformation observations
correspond to “real-world” pressurized
drum deformations in the field.

The results of this study indicate that
significant differences exist among the
failure characteristics of drum types and
materials; The 55-gallon drum data was
sufficient to support the development of a
device for estimating internal pressures in
55-gallon metal drums because of the
similarity between pressure vs. deforma-
tion curves. The safe discovery and
mitigation of a pressurized drum can
make the difference between a minor
incident with limited and controlled
consequences and a major one with the
potential loss of life and significant
property damag#Vith the information
contained in this report, Department of
Energy personnel, private and municipal
fire departments, HazMat teams, hazard-
ous device teams, and other emergency
responders can make educated decisions
during bulging drum incidents.

Many observations were noted and
should be used as indicators of danger
when approaching bulging drums. The
following indicators and observations are
considered to be of extreme importance
for emergency responders and waste
workers:

* The distortion of the chime on 55-
gallon metal closed-head drums at
approximately 5 psig before failure.

* Intermittent pinging of 55-gallon open-
and closed-head metal drums at 15-25 psig.
» Rapid and intense pinging of 55-gallon
metal closed-head drums immediately
before drum failure.
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* A strong potential exists for closed-head ¢ Six-hour training course.

55-gallon and closed- and open-head 30-

gallon metal drums to fail explosively.

« All the 85-gallon and 55-gallon open-
head drums tested self-vented.

« 30-gallon metal closed-head drums can
hold and maintain in excess of 120 psig.

 One of two open-head 30-gallon metal
drums tested failed explosively.

* Four of five seamless 55-gallon closed-
head HDPE drums failed explosively out
of the side of the drum.

 Two of four 30-gallon HDPE drums
failed explosively out of the side of the
drum, and two self-vented.

» The seam construction 20-gallon drums
tested failed explosively on the bottom
seam.

» Sealed containers of all types have the
potential to become pressurized.

» Based on the conclusions of this study,
we recommend the development of
training criteria using the data contained
in this report. The training criteria should
include the following information:

— Indicators of drum pressurization.

— Inherent hazards associated with
drum incidents and chemical proper-
ties such as flammability, corrosive-
ness, and reactivity.

 Contacts with emergency response an
hazardous waste personnel.
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Feedback

“Truly Outstanding...an excellent
application of science and technology tg
solve a problem.—1998 ESH Division
Review Committee, Los Alamos
National Laboratory

“l commend you on your promptness
in getting this useful information to the
public.”—Joseph M. Harrisson, MPH,
CIH, Russell Corporation

“We have never seen such a video.
This is information emergency respond-
ers can use.—Garland Hanson, CSP,

— Failure characteristics and differences Arizona Safety Center

between types of drums.

— Pressurized drum mitigation tech-
niques such as remote venting, direct
cooling (ice bath), or shooting with a
projectile (water cannon or disrupter).

— Inappropriate mitigation techniques.

Deliverables

» A method for determining pressures
inside bulging 55-gallon metal drums.

» A method for recognizing hazardous
conditions of pressurized waste contain-
ers.

« Information for safer responses to
pressurized drums.

» Training video and papers requested by
and distributed to over 130 organizations.

» Community outreach to a national and
international audience.
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“This is an area that not too many of
us are familiar with, and your work fills a
big gap. Let your bosses know that
people are benefiting from your work.”
—Jeff DeBell, Kansas Consolidated Fir
District #2

“Our emergency response teams will
benefit greatly from this information.”
—TFloyd Cobb, Intel Corporation

“This is much needed information for
the emergency response and hazmat
community.”—Bobby Clark, Common-
wealth of Virginia, Department of
Emergency Services
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“We can really use this for training
and education courses==Dr. Ron K.
Bhada, New Mexico State University

“We are going to use this information
as the core for one of our training
sessions”—Chuck Rives, Cedar Rapids
Fire Department

“The paper and video are very
informative and good tools for our
hazardous waste team=—Marty Soshy,
CIH, Huntsman Corporation

“Excellent project and pertinent
information.” —Larry Borgelt, PE, CSP,
Oklahoma State University
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Reusability of Organic Vapor Air-Purifying Respirator Cartridges

Principal investigator: Gerry Wood, Industrial Hygiene (ESH-5)

Funding: FY97,$60 K; FY98,$61K; US Army (supplemental work) $45K; FY99, $45K; US Army (expected funding), $25 K;
Industry Task Force (expected funding), $49K

Introduction

The purpose of this study has been t
develop data to define the conditions, if
any, under which an organic vapor air-
purifying respirator cartridge can be
reused. Two types of organic vapor (OV
air-purifying respirator cartridges, MSA
GMC-H and GME-H, are currently being
used at Los Alamos National Laboratory
(LANL). In the absence of information
on their reusability, the best practice ha
been to use such cartridges only once
before disposing of them. However, doe
this mean only for one work shift? Or,
does it mean between breaks during on
work shift? Or, can they be used for a
full work week? Are there storage

conditions that could extend the number

of times a cartridge can be used?

Improved worker protection, cost
savings, and compliance with Occupa-
tional Safety and Health Act (OSHA)
regulations are the potential benefits to
the LANL from understanding the effect
of first use, usage breaks, and storage
conditions on the remaining OV car-
tridge service life. There is a tendency t
reuse OV cartridges as a matter of
convenience and cost savings. In
industrial operations, especially paint
shops, excessive reuse of cartridges ma
be a serious problem. As we generate
appropriate data and disseminate it at
LANL and to the industrial hygiene
community, whatever the conclusion, it
will help in training and supervision and
could reduce worker exposures to
solvents and other organic vapors and
gases. An obvious, though secondary,
benefit of demonstrating the reusability
of OV cartridges is cost savings. Fewer
cartridges may need to be purchased,
stored, distributed, and disposed of as
waste.

)
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In October 1998, the Occupational
Safety and Health Administration
implemented new respirator-use regula-
tions, which require organizations to set
cartridge change-out schedules based g
“objective information,” rather than
sensory perceptions (e.g., odor) of
breakthrough. With two years of this
study already completed, LANL is in an
excellent position to complete models
that will provide some of this required
“objective information.”

The objectives of this work have been

« to develop experimental data on vapo
migration within OV cartridges used at
LANL after single or multiple uses and
storage at various conditions; and

* to prepare a mathematical model and
computer program that will provide
guidance to industrial hygienists on the

reusability of OV cartridges at actual use

and storage conditions, e.g., vapor,
concentration, humidity, temperature,
times, etc. We will disseminate the data

models, and programs to the international

industrial hygiene community and the
military, as well as to LANL industrial
hygienists.

The US Army Edgewood Research,
Development, and Engineering Center

Ay (Aberdeen Proving Ground) continues t¢

provide funding for related experimental
and modeling studies, specifically for the
C2A1 military gas mask canister.

Methods

Details of the experiments done to
measure effects of storage on reuse ha
been published previously (Wood and
Kissane May 1998, July 1998). The
procedure starts with exposing cartridge
to selected organic vapors at selected
first-use conditions, e.g., concentration,
flow rate, etc., for less than their break-

through times, i.e., service lives. The
cartridges are set aside for varying
periods of simulated storage. Finally they
are rechallenged at what are usually close

n to the same conditions to simulate reuse.
Reuse breakthrough curves—concentra-
tion vs. time—especially breakthrough
concentrations immediately following
reuse, provide information on what
happened, i.e., migration of adsorbed
vapor, during storage.

Experimental measurements of
micropore volumes and adsorption

¢ isotherms were added to the experimental

plan to provide input to theoretical

models. Duplicate samples of four
carbons, including two taken from GMC-

H and GME-H cartridges, were weighed,

dried, and placed in closed containers

also containing a volatile liquid, i.e.,

ethyl acetate or hexane. These samples

were periodically weighed to determine
vapor uptake. When constant weights
were reached, the total weight increases
were converted to micropore volumes.

a Adsorption isotherms were measured by
placing incompletely saturated carbon
samples in plastic bags and allowing
equilibrium to be reached. The vapor
phase was analyzed using a photoacoustic
infrared spectrometer. Weighings gave

D the corresponding adsorbed phase
loadings.

D

Mathematical models and computer
programs have been developed to
describe experimental breakthrough
curves and to understand migration
mechanisms during storage. First,

e well-established adsorption/desorption
mechanisms were converted into simula-
tions of vapor breakthrough of a granu-

S lated carbon bed as a function of time.
Microsoft QuickBasic, a DOS-based
software was used initially, but then
replaced with the more versatile and
user-friendly Windows 95-based
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Microsoft Visual Basic 5. Figure 1 . Breakthrough Curve [Fresh Carbon] A= E3
shows an output screen for the program St it
BREAKTHROUGH, describing a full _Stan Simaltn R ——
breakthrough curve of 2040 ppm methyl;  Sindstion Tine x pRETEHE S
. minuies|

ene chloride. It was an easy step to the % A E
simulation of a b_reakthrough curve after Select Brsakthiough T2
storage of a partially loaded bed. The Curve Dt File | g T
storage simulation was more difficult IFnlputData |mcu430rg.m g (I)
because the mechanism was unknown. = gl
Several rate-limiting steps, e.g., desorp- Flot Exp Data | !
. . . . _ — 1]
tion, adsorption, gas-_phase dlffu5|o_n, and | [ . TIHE (minutes) -
carbon-granule diffusion and combina- _ _ _ _
. . Eresh Carbon E sperimental D ata = Circles Simulated Data = Line
tions of them have_ been tried. The g.0a| Sirulation Besults: Input Parameters:
has been to describe no-flow mlgrafuon Stoichiormetric Center DR 1zotherm Shape Parameter = |143?
by one parameter related to an easily fmirutesl = 473 o Hetutm tlo t G°ST°?tt°.f="ge

. aramerer InpL InLiatian
obtained property of the vapor. Standard Devition Surface |sotherm Shape Parameter = I-‘ID 2

fram Drata =
: _ Returm to Go To Bed
Results 00092 Micropore Volume [er3/g] = 0.502 Computing O phions Diztributions
) X Average Breakthrough  Adsorption Rate Coefficient [1/z32c] = |-| 11
In previous work (Wood and Kissane of the Simulated Last Clear Graph Print Windaw

May 1998), we demonstrated that there | =~ 2Fans= Average Granle Ditusivty (cm2/s) = [3070
really is a problem with reusability of

organic vapor respirator cartridges after
period of storage. An often-significant
increase in breathed vapor may occur
after storage. This vapor was not pen-
etrating the cartridge before storage.
Ethyl acetate, hexane, and methylene
chloride vapor increases upon storage
were measured with GMC-H cartridges 4
a variety of conditions. We also studied
the effects of water vapor preloading anc
concurrent loading in humid air situa-
tions. Water vapor coadsorption (hexane
vapor in humid-air exposure) resulted in
higher storage effects for three days
storage. Water vapor preadsorption—
humid air exposure before and during
hexane vapor challenge—resulted in evg
higher effects.

Figure 2 shows data obtained with
GME-H cartridges and ethyl acetate.
Vapor increases upon reuse are shown |
be a function of the amount of loading
during the first use, a function of storage
time, and a function of storage tempera-
ture. In one experiment, a cartridge was
stored at T in a refrigerator for two
weeks before being warmed up and
rechallenged at room temperature. The
increase in vapor after storage was halv
by the storage under refrigeration.

In related work, military C2A1 gas
mask canisters were challenged with
ethyl acetate, hexane, or heptane and

a

GMC-H cartridge.

Figure 1. Results window for the computer program BREAKTHROUGH for experimental
data (circles) and simulation (line) of a methylene chloride breakthrough curve for a fresh
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studied for effects of storage on reusabi
ity. As expected, heptane, the least
volatile of the compounds we have

- ptudied, showed the slowest migration rat

Micropore volumes obtained by the
method described above are listed in
Table 1. The experimental adsorption
isotherm plots for four carbons and

58

hexane are shown in Figure 3, normaliz

20
Storage time (days)

e.

25 30 35

N
o

Figure 2. Effects of storage time, first-use loading, and refrigeration on effluent vapor
changes for GME-H cartridges challenged with ethyl acetate.

by the micropore volumes. Similar results
were obtained for ethyl acetate.

The computer simulations of math-
ematical models were tested against and
calibrated with experimental break-
through curves. Inputs included experi-
mental conditions and measured
micropore volumes. In simulating first-

eduse breakthrough curves, an asymmetry



parameter was required. Breakthrough
curves that we and others have measur
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Table 1. Micropore Volumes Measured by Saturation with Two Vapors

are often not symmetrical, as would be
predicted by simple kinetic and isotherm

equations. Several (unsatisfactory) means|

have been used to explain this asymme-
try. We developed a Dubinin/
Radushkevich-Langmuir isotherm model
that gives a single parameter that de-
scribes breakthrough curve asymmetry
both kinds. This work was discussed at
the University of Neuchatel, Switzerland,
and presented at the EUROCARBON
Conference in Strasbourg, Switzerland,
July 1998 (Wood July 1998).

Parameters obtained by fitting full
first-use breakthrough curves were then
applied to simulations of experimental
reuse breakthrough curves. Figure 4
shows a GMC-H/methylene chloride
reuse breakthrough curve simulation
(line) and measured data (circles).
Migration rate during 12,780 minutes
(8.9 days) of storage was selected to
match the observed initial vapor concen
tration upon reuse.

Efforts to find a no-flow migration
mechanism that explains the reuse
breakthrough results have been less
rewarding. None of rate limiting steps,
e.g., desorption, adsorption, gas phase
diffusion, and carbon granule diffusion
and combinations tried so far have been
able to describe no-flow migration by one
parameter related to an easily obtained
property of the vapor. One problem is
that experimentally, migration seems to
slow down more with storage time than

the models seem to predict. But, progress
5S

has been and is being made and succes
is expected.

Conclusions

Reuse of OV respirator cartridges afte
storage can result in substantially increas
exposures to vapors, depending on
« conditions and loading of first use,

« type (volatility) of vapor,
« storage time and temperature, and
* reuse conditions.

This result has been shown experi-
mentally with three chemical vapors and
the two cartridges used at LANL. We

of

in

Micropore Volume (cm?3/ g)?2
Activated Carbon per Measured with Measured with
Carbon Source Cartridges or Hexane Ethyl Acetate
Canister (g)?
GMC-H 91.7° 0.509 0.478
GME-H 136.7° 0.441 0.421
C2A1 113.7 0.391 0.392
BPL (Calgon) N/A 0.616 0.605
@ Based on original, not dried, carbon weight
b For two cartridges
0.8 [ [
0.7 A =
mA E i.v
0.6 H A PY ‘ ‘ ]
g ®
S 05— gh -
ke v.
S 04 =
i
§ 0.3 —
LL
0.2 —
0.1 Bk
0.0 | | | | | | B
0 200 400 600 800 1000 1200 1400

Concentration (ppm)

Figure 3. Hexane isotherms normalized by measure saturation capacities (micropore
volumes). p=GMC-H carbon; ¢=GME-H carbon; 6=C2A1 carbon; g= Unimpregnated BPL

activated carbon.

have also shown that there are some
situations in which reuse is acceptable.
Modeling is proposed as the means of
determining these cases.

Simple methods of measuring

egMicropore volume and adsorption

isotherms were successful in providing
data for breakthrough simulation model
Micropore volume and capacities were
smaller for GME-H carbon than for
GMC-H carbon (Table 1), but the larger
bed volume for the former compensates
for the difference. Impregnants on the
GME-H carbon account for its reduced
capacity. Likewise, the impregnated
C2A1 military canister carbon has a

D.

lower micropore volume than an
unimpregnated BPL carbon. There was
good agreement among the isotherms of
the four carbons when capacities were
normalized using micropore volumes
(figure 3).

Computer programs for use on
desktop or laptop computers by industrial
hygienists are closer to reality. Such
programs provide a means for incorporat-
ing all the cartridge and use parameters.
Breakthrough simulation programs have
been developed and used in a correlative
mode, e.g., the fitting of experimental
data in this project but they also can be
developed into predictive tools to provide
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Figure 4. Reuse results window for the comp
experimental data (circles) and simulation (line
for reuse of a GMC-H cartridge after 8.9 days

the “objective information” that OSHA
requires of LANL and others. Such
further development is planned for FY99

Identifying the no-flow storage
migration mechanism and rate was only
partially successful. We have found man
things that do not work. However, it is
only a matter of effort and time to come
up with something useful. Then, the goal
of providing the industrial hygienist with
a tool for predicting storage effects can
be reached.
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The publications and presentations
listed below have received full or partial
funding from the TDEA program. In
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ongoing and TDEA contributed toward
supporting progress.
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Mexico Chapter of the American
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Inkret et al.
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Inkret, W. C., D. W. Efurd, M. J.
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Cheng, D. W. Efurd, G. Miller, J. A.
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tritide,” Los Alamos National Labora-
tory report LA-UR-98-4814 (1998).
Accepted for publication in th& Envir.
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D. J. Rokop, T. M. Benjamin, “Applica-
tions of thermal ionization mass spec-
trometry to the detection 8PPu and
24Pu Intakes,”Int. J. Mass Spectrdon
Processesl78 113-120 (1998).

Presentations

Presented results at DOE headquarters
in April 1998.

Presented results at DOE headquarters
in April 1999.

Presented results at DOD in April 1998.

Presented results at DOD DIA in April
1999.

Presented results to DOE Internal
Dosimetry Workshop, May 1998.

Results presented at Annual Meeting
of the Health Physics Society, June 1999.
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“Pressurized drum mitigatiolnos
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Larrafiaga, M. D., D. L. Volz, and F.
Baker, “Bulging drums—what every
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National Laboratory report LA-UR-98-
2543 (1998).
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Presentations
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ized Drum Incidents,” Los Alamos
National Laboratory, 1999. Submitted fo
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Community outreach

Combinations of the papers and videg
were distributed to the following request;
ing organizations:

Federal

Centers for Disease Control and
Prevention, National Institute for
Occupational Safety and Health, US
Army, Department of Bio-environmental
Engineering, Air National Guard, Kalama
Services—Johnston Atoll, Bettis Atomic
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Power Laboratory, Bureau of Indian
Affairs—Navajo Nation, NASA Lewis
Research Center

State

California Environmental Protection
Agency—Department of Toxic
Substances Control, State of California,
Wisconsin Department of Transportation
Commission on Fire Prevention and
Control—Connecticut Fire Academy,
Commonwealth of Virginia-Emergency
Services Unit, Oklahoma Fire Service
Training, Florida Department of Environ+
mental Protection, Florida Department o

1- Emergency Services, California Depart-
ment of Industrial Relations, University
of Nevada—Reno Fire Protection
Training Academy, Utah Fire and Rescu
Academy, California Specialized
Training Institute, South Florida
Regional Planning Council

Municipal, City, and County

Elmira City School District—New

r York; City and County of San
Francisco—California; Cedar Rapids Fir
Department—Ilowa; Dallas Fire
Department—Texas; El Paso Fire
Department—Texas; Lowell Fire
Department—Arkansas; Winter Park
Volunteer Fire Department—Colorado;

" Bradford Fire Department—New
Hampshire; Austin Fire Department-
Hazardous Materials Section—Texas;
Reykjavik City Fire Department—
Iceland; Phoenix Fire Department—
Arizona; Chillicothe Fire Department—
lllinois; East Charles Parish Fire

e Department—Louisiana, Jacksonville
Fire Department—North Carolina;
Central Jackson County Fire Protection
District—Missouri; Aurora Public
Schools—Colorado; Cordelia Fire
Protection District —California; Mason
Deerfield Joint Fire District—Ohio;
Aiken County HazMat Team—South
Carolina; Rio Rancho Department of
Public Safety—New Mexico; Santa Fe
Fire Department—New Mexico; Exeter
Fire Department—New Hampshire;
Palatine Fire Department —lllinois;
Poudre Fire Authority—Colorado;
Consolidated Fire District #2—Kansas;

1 Devils Lake Fire Department—North
Dakota; Broward-Miami Dade-Monroe

f

Local Emergency Planning Committee—
Florida

Department of Energy

Hanford Site Fire Department, Oak
Ridge National Laboratory Fire Depart-
ment, Los Alamos National Laboratory;
Department of Energy—Albuquerque;
Idaho National Engineering and Environ-
mental Laboratory, Kaiser-Hill Rocky
Flats Facility

Academic

New Mexico State University; Waste-
management Education and Research
Consortium; Fire Protection Publications;
Oklahoma State University; International
Fire Service Training Academy; Univer-

e sity of Pennsylvania; North Carolina

e

Education and Research Consortium;
University of North Carolina at Chapel
Hill; Midwest Center for Occupational
Health and Safety; University of Arizona;
University of Alabama—Birmingham;
University of California—San Diego;
University of Nebraska—Lincoln,
Harvard University; University of
California—Los Angeles; University of
New Haven; Mesa Community Col-
lege—Arizona; J. Sargeant Reynolds
Community College—Virginia; Stanford
University Fire Marshalls Office; Utah
Valley State College; Mississippi State
University; University of California—
Berkeley; University of Houston—Clear
Lake

Industrial—Consulting

Akzo Nobel Chemicals; RAMFAN;
Marathon Oil Company; Refinery
Terminal Fire Company—Texas;
Hygienetics Environmental; Roche
Bioscience; Allied Signal Aerospace;
QST Environmental; Ground Engineering
Consultants; Westinghouse Electric
Corporation; Phoenix OHC Corporation;
URS Operating Services Corporation;
Rohm and Haas Company; Elvin Safety
Supply; Eastman Kodak; Motorola;
Mayo Clinic; Environmental Investiga-
tions; DuPont Imaging Systems; pH2
Environmental Corporation; Medlmmune
Corporation; Nexstar Pharmaceuticals
Corporation; Occupational Health and
Safety; Morton International Corporation;
Huntsman Corporation; Clean Harbors



Services; Abbot Laboratories; ManTech
Environmental Technology Corporation;
Electric Boat Corporation; General
Dynamics; Metcalf and Eddy; ERP; EIf
Atochem; Bay West Engineering;
Conoco; Merck and Company;Arizona
Safety Center; Aon Risk Services;
Celanese; Occidental of Oman;Texaco
andP; Texas Instruments; Duke Enginee
ing; SJO Consulting Engineers; Caltex
Petroleum; Zurich-American Insurance;
HPR Engineering; Wassau Insurance;
ARCO Prudhoe Bay Fire Department—
Alaska; Lockheed Martin Engineering;
Intel Corporation; Russell Corporation;
Huntsman Corporation; Mobil Oil; Shell
Oil, ARCO—China; Hewlett Packard;
Science Applications International
Corporation; Johnson Controls Northern
New Mexico; International Union of
Operating Engineers—International
Environmental Technology and Training
Center; Chemical Manufacturers Asso-
ciation—Lending Library

Awards

The Hazardous Materials Response
Group (ESH-10) has won three 1998
Aegis awards and two 1999 Telly
Awards for the video production,
“Bulging drums—what every responder
should know.”
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